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Implantable platform with in-situ vascularization and localized 
immunosuppression for allogeneic cell transplantation. 

 
By 

 
Jesús Páez Mayorga 

 

Abstract 
 
Allogeneic islet transplantation for diabetes management faces the challenge of 
preventing immune rejection while maintaining enough graft oxygenation for proper 
metabolic function. Islet encapsulation within membranes impermeable to immune 
cells prevents rejection at the expense of optimal graft oxygenation. Conversely, 
direct vascularization avoids hypoxia but requires systemic administration of toxic 
immunosuppressive drugs. To overcome this problem, we developed the 
subcutaneously implantable NICHE platform, which integrates in situ graft 
vascularization and local immunosuppressant delivery, for long-term islet 
engraftment. 

NICHE, 3D-printed in nylon, is comprised of independent drug and cell reservoirs 
separated by a nanoporous membrane. The membrane allows steady local diffusion 
of immunosuppressant from the drug reservoir into the cell reservoir. Enhanced 
NICHE vascularization was assessed using mesenchymal stem cells (MSC) and 
platelet rich plasma (PRP) in rats and non-human primates (NHP). Tunability of 
antibody and peptide release from NICHE was tested in vitro. Transplantation of 
allogeneic islets into prevascularized NICHE with localized co-delivery of anti-
lymphocyte serum (ALS) and CTLA4Ig was evaluated in immunocompetent diabetic 
rats. 

NICHE loaded with MSC had dense vascularity within the cell reservoir by 4 weeks 
of subcutaneous implantation in rats and NHP. In vitro drug release was tuned via 
modification of membrane exchange area and drug concentration loaded. In diabetic 
rats, localized co-delivery of ALS and CTLA4Ig protected allogeneic islets, resulting 
in reversal to euglycemic state for at least 60 days. Transplanted rats with NICHE 
responded to glucose challenge comparable to healthy controls and had significantly 
higher c-peptide levels than no-implant diabetic controls, demonstrating full graft 
function. ALS-CLTA4Ig co-delivery via NICHE localized drug at the transplant site 
with limited accumulation in plasma and peripheral tissues, avoiding potential 
toxicity. Moreover, circulating lymphocyte population remained intact, indicating rats 
were not systemically immunosuppressed. 

NICHE is an effective platform for islet allotransplantation with promising adaptability 
for use with other cell types and pathologies.  
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1.1 Motivation 
Technological advances in cell encapsulation are poised to profoundly transform the 
field of islet transplantation for management of type I diabetes (T1D) [1]. Currently, 
with the conventional approach of portal vein infusion, >60% of infused islets are 
destroyed within hours by the host immune response [2], leading to transplant failure. 
Cell encapsulation compartmentalizes transplanted cells within a semipermeable 
protected environment, preventing host immune destruction while maintaining facile 
mass transport for cell viability. Although various islet encapsulation approaches are 
under investigation, none have reached clinical implementation [3-5].  
 
1.2 Problem Statement and Context 
Foremost amongst the outstanding challenges in current encapsulation approaches 
are limitation in host vascular support as well as protection from host immune 
rejection. While immuno-barrier approaches provide immune protection, poor 
oxygen permeability and lack of vascularization through the encapsulation material 
creates a hypoxic environment inhospitable for long-term cell viability, such as in the 
case of Pec-Encap (Viacyte). Exogenous oxygen supplementation through external 
ports (β-Air; Beta-O2) to address encapsulation anoxia demonstrated clinical 
feasibility for daily refilling [6, 7]. However, lack of islet apposition to blood vessels 
likely impaired facile mass transport critical for metabolic activity, affecting graft 
viability and function [7, 8]. In light of this, encapsulation technologies such as Cell 
Pouch (Sernova) or Pec-Direct (Viacyte) allow for direct vascularization into the 
device, which is anticipated to improve engraftment [2]. However, these approaches 
require chronic systemic immunosuppression, which is associated with islet toxicity 
[9, 10] and life-threatening adverse effects [11, 12]. Therefore, there is a critical need 
for an encapsulation strategy that provides both host vasculature support and 
immune protection to preserve islet engraftment. 
 
As key immune rejection events occur in the graft and microenvironment, in situ 
immunosuppression is a logical approach to protect transplanted islets. The prime 
concern of other preclinical local immunosuppressive approaches (hydrogels, 
osmotic pumps, polymer-based microsphere or scaffolds) is that they were short-
term and did not address encapsulation site anoxia [13-19]. Fundamentally, a long-
lasting engraftment system requires: 1) facile mass transport (oxygen, nutrients, etc.) 
for transplanted islet viability and function; 2) protection from host immune rejection; 
3) biocompatibility and mechanical stability for long-term deployment; 4) clinical 
feasibility for transplantation procedures (cell injection and replenishing) and 
retrievability in the event of medical complications; and 5) scalability to achieve 
clinically-relevant encapsulation capacity.  
 
1.3 Research Questions 

1. How can sufficient mass transport and immune system evasion be integrated 
within the same encapsulation platform for successful allogeneic islet 
transplantation?  

2. Is a pre-vascularized niche with localized immunosuppression effective for 
transplantation of allogeneic islets to manage diabetes?  
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3. How can vascularization within a subcutaneously implantable device be 
enhanced to yield efficient cell engraftment? 

4. Can localized immunosuppressant delivery effectively inhibit graft rejection 
without inducing systemic immunosuppression?  

 
1.4 Solution Overview 
We developed a clinically translatable solution to address the fundamental 
requirements for successful islet encapsulation, the neovascularized implantable cell 
homing and encapsulation (NICHE) platform [20]. The NICHE is an encapsulation 
platform integrating in situ prevascularization and local immunosuppressant delivery. 
Localized immunosuppressant delivery to prevent immune rejection could improve 
engraftment and obviate effects of systemic immunosuppression, while a pre-
vascularized environment supports long-term engraftment.  
 
NICHE deployment first entails creating a vascularized environment. To achieve this, 
NICHE is preloaded with a hydrogel containing mesenchymal stem cells (MSC) and 
subcutaneously implanted. MSC produce paracrine growth and angiogenic factors, 
which potentiate angiogenesis and subcutaneous tissue penetration into the cell 
reservoir [31, 32]. After pre-vascularization, immunosuppressant is transcutaneously 
loaded into the drug reservoir for local release to establish an immunosuppressed 
milieu. Finally, islets are transcutaneously co-transplanted with MSC into the cell 
reservoir of the preconditioned NICHE, which is a highly vascularized, 
immunoprotected environment conducive to engraftment. Co-transplantation with 
MSC leverages their immunomodulatory potential to further inhibit rejection and 
enhance engraftment.  
 
The subcutaneous site is commonly used for implantation of therapeutic devices due 
to ease of access or retrievability. Numerous clinically tested islet encapsulation 
platforms such as Sernova’s Cell Pouch, and Viacyte’s Pec-Direct and Pec-Encap 
are implanted subcutaneously [1]. Subcutaneous implantation of  the NICHE permits 
minimally invasive and easy transcutaneous access for loading and refilling of drugs 
or islets. In clinical trials, the Sernova platform is subcutaneously implanted in the 
abdomen or volar forearm, while Viacyte’s devices are placed in the flank. Similarly, 
for future clinical deployment, we envision the NICHE to be subcutaneously 
implanted in the inner forearm for discretion, protection from external impact, as well 
as for ease of access.  
 

1.5 Main contributions 
Our NICHE encapsulation platform is unique and conceptually innovative as it 
integrates local immunosuppressant delivery and prevascularization in one device, 
distinct from other technologies. Key innovative aspects of the NICHE include the 
following: 1) Multifunctional platform technology: The dual cell-drug reservoir 
architecture allows for microenvironment conditioning pre- and post- transplantation, 
with potential for sequential elution of cytokines, growth factors, and 
immunosuppressants. For example, pre-transplantation, sustained elution of 
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vascular endothelial growth factor (VEGF) could aid MSC and host vascular 
progenitor cell populations in establishing an optimal vascular network, which is 
essential for transplant viability and function. Post-transplantation, the drug reservoir 
can be used for sequential elution of immunosuppressants to address acute and 
chronic rejections. 2) Localized immune protection of transplanted cells. Sustained 
elution of immunosuppressants directly into cell reservoir provides in situ 
immunoprotection. This resolves the significant clinical issue of adverse effects 
associated with lifelong systemic immunosuppression. In addition, localized drug 
delivery offers opportunities for promising immune modulators that present systemic 
toxicity. 3) Flexibility. The NICHE can be adopted for the delivery of various cell types 
for multiple clinical indications beyond diabetes. Further, the NICHE is drug-agnostic 
and can be used for sustained elution of a broad spectrum of molecules, including 
imaging agents for transplant monitoring. Additionally, it does not require drug 
reformulation as in the case for polymeric delivery systems. 4) Repeated cell and 
drug refillability are fundamental for long-term clinical deployment of implantable 
delivery devices. While the NICHE can be implanted anywhere, subcutaneous 
implantation allows for minimally invasive transcutaneous accessibility. This enables 
straightforward therapy replenishment for long-term deployment without 
necessitating surgeries, external ports or complex image guidance. 5) Rapid 
scalability and customization. The NICHE is designed to allow for straightforward 
scalability and customization via additive manufacturing. This is of utmost 
importance to accommodate sufficient cell mass for clinical deployment. Collectively, 
our encapsulation platform is biotechnologically innovative and encompasses design 
features derived from material science, mechanical engineering, tissue 
regeneration, and immunology to address the lack of an all-encompassing 
encapsulation for clinical cell transplantation.  
 

1.6 Dissertation Organization 
This research work was structured in 3 specific aims:  
Aim 1: To elucidate a clinically feasible approach to enhance vascularization of 
subcutaneously implanted NICHE. 
Aim 2: To demonstrate feasibility of NICHE for allogeneic cell transplantation and 
localized immunosuppression in a proof of concept study.  
Aim 3:  To assess NICHE efficacy for pancreatic islet allotransplantation to cure 
diabetes in an immunocompetent rat model.  
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2.1 Materials and methods for chapter 3 
 
2.1.1 Encapsulation device fabrication 
Parts for the device were 3D-printed (Bioplotter, EnvisionTec, Gladbeck, Germany) 
in polylactic acid (PLA; Foster corporation, Putnam, CT, USA) by fused deposition 
modeling technique as previously described [21]. 3D dataset for the fabrication 
process were created using Solidworks® (Dassault Systemes, Velizy-Villacoublay, 
France). The discoidal device has a diameter of 9 mm, a thickness of 2.5 mm, and 
a reservoir volume of 120 µL. The surface of the device consists of an array of 
microchannels with a nominal cross section of 100 μm x 100 μm. A lateral loading 
port (1 mm diameter) sealed with medical grade silicone (Nusil, USA) allows access 
into the reservoir for gel and cell loading. 
 
2.1.2 Scanning Electron Microscopy (SEM) Imaging 
3D-printed devices were sputtered with 7 nm iridium and imaged using Nova 
NanoSEM 230 at the Houston Methodist Research Institute Scanning Electron 
Microscopy and Atomic Force Microscopy Core.  
 
2.1.3 PRP hydrogel preparation 
PRP was autologous. Two days prior to device implantation, whole blood was 
collected in EDTA tubes (BD Biosciences, San Jose, CA, USA). Within 1 h of 
collection, tubes were centrifuged at 1600 rpm for 30 minutes. The top layer 
containing PRP was transferred to a clean tube and centrifuged again at 1600 rpm 
for 30 minutes to pellet any remaining red blood cells. Supernatant containing PRP 
was collected. Sodium alginate solubilized in platelet-rich plasma (PRP) was cross 
linked with calcium chloride in order to form a growth factor enriched hydrogel 
following a previously described method [21]. 
 
2.1.4 PB-MSC isolation 
Autologous PB-MSCs were isolated from whole blood as previously described [22]. 
Briefly, whole blood was collected from each animal in heparinized tubes (BD 
Biosciences) and the mononuclear cell (MNC) fraction isolated using Ficoll density 
gradient. Isolated cells were cultured in 75 cm2 flasks with DMEM (Sigma, St Louis, 
MO, USA), 0.1 mM nonessential amino acids, 100-U/ml penicillin and streptomycin, 
1 ng/ml basic fibroblast growth factor (FGF), 10% FCS, and 0.2 mM L-glutamine. 
Isolated cells positive for markers CD105, CD90, CD29 and negative for markers of 
hematopoietic lineage, CD14, CD34, CD45 were defined as MSCs.  
 
2.1.5 PB-MSCs hydrogel preparation 
Subconfluent cultures of MSCs were detached with 0.25% trypsin (Gibco, Thermo 
Fisher Scientific, Waltham, MA, USA). Cells were pelleted and re-suspended in 100 
µL of pluronic-F127 hydrogel (15% in DMEM) [23, 24]. The average MSC yield was 
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5.5 ± 1.3 x 105 cells per animal. The MSCs-hydrogel was injected into the devices 
and allowed to gel at 37 ºC.  
 
2.1.6 In vivo vascularization assessment 
8-week-old Sprague-Dawley (SD) rats (n=36) (Charles River, Houston, TX, USA), 
and 7-19-year-old Indian rhesus macaques (Macaca mulatta) (n=3) were used in 
this study. SD rats were kept in the Houston Methodist Research Institute, Houston 
TX. All procedures were approved by the Houston Methodist Institutional Animal 
Care and Use Committee (#0717-0040) in accordance with the National Institute of 
Health Guide for the Care and Use of Laboratory Animals and the Animal Welfare 
Act. Rhesus macaques were bred and kept at the AAALAC-I accredited Michale E. 
Keeling Center for Comparative Medicine and Research, The University of Texas 
MD Anderson Cancer Center (UTMDACC), Bastrop, TX. All experiments were 
carried out according to the provisions of the Animal Welfare Act, PHS Animal 
Welfare Policy, and the principles of the NIH Guide for the Care and Use of 
Laboratory Animals. All procedures were approved by the Institutional Animal Care 
and Use Committee at UTMDACC (#00001749-RN00). Devices loaded with PRP, 
MSCs or vehicle hydrogel (Control) were implanted subcutaneously in the dorsum 
of animals (n=12 devices/group; n=3 devices/time point). For rats, each animal was 
implanted with one device. For NHP, each animal was implanted with 12 devices 
(n=4 per group; n=1 per time point).  At 1, 2, 4, and 6 weeks post-implantation, 
devices with surrounding tissue were collected and processed for histology (n=3 
devices per group/time-point).  
 
2.1.7 Histopathology and IHC staining 
Harvested devices on week were fixed in 10% formalin overnight, transferred to 10% 
sucrose solution for 48 h and then stored in 1% sucrose solution. To assess device 
biointegration while preserving in vivo architecture, we performed resin embedding 
that allowed us to section through PLA polymer. For this purpose, devices were 
embedded in polymethyl methyl acrylate (PMMA) resin, sectioned at a thickness of 
10 μm and stained with Hematoxylin and Eosin (H&E) (n=1 device per time-point, 
per group). The tissue processing for resin embedding is incompatible with 
immunohistochemical labeling. As such, for blood vessel quantification, tissues were 
dissected out of explanted devices and embedded in paraffin. Devices in 1% sucrose 
were transferred to 70% ethanol for 24 h and subsequently processed for paraffin 
embedding with routine ethanol and xylene washes (n=2 devices per time-point per 
group). For rat samples, sections were stained with lectin from Bandeiraea 
simplicifolia (BS-1) as previously described [20]. For NHP samples, following 
deparafinization and antigen retrieval in citrate buffer pH 6.0 for 20 min, sections 
were incubated with CD31 (Abcam, Cambridge, MA, USA) for 1 h at room 
temperature, followed by incubation with HRP-conjugated secondary antibody and 
developing using 3,3′-Diaminobenzidine (DAB) system. For maturity marker 
assessment, devices in 1% sucrose solution were embedded in optimal cutting 
temperature (OCT) medium and snap frozen in liquid nitrogen. Frozen sections were 
blocked with 5% normal goat serum and incubated overnight with mouse anti-CD31 
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(Novus Biologicals, Centennial, CO, USA) and rabbit anti-eNOS (Abcam). 
Secondary antibodies were rhodamine-conjugated goat anti-mouse 
(ThermoScientific, Waltham, MA, USA) and FITC-conjugated sheep anti-rabbit (MP 
Biomedicals, Irvine, CA, USA). For negative controls, immunoglobulin (IgG) and 
species-matched isotype control antibodies were used to set baseline values. 
Preparations for imaging of tissue sections were mounted in Slow Fade GOLD with 
4',6-diamidino-2-phenylindole (DAPI) (Molecular Probes, OR, USA) and observed 
using a Nikon T300 Inverted Fluorescent microscope (Nikon, Tokyo, Japan). For 
eNOS quantification, green (FITC) fluorescence intensity was measured in 9 regions 
of interest for each condition using NIKON NIS-Elements (Imaging software, Nikon 
Instruments Inc.).  
 
2.1.8 Blood vessel quantification 
For blood vessel density quantification, BS-1 and CD31-stained sections were used 
for rat and NHP samples, respectively. At least 8 fields of view per condition were 
randomly imaged using an Olympus IX51 wide field microscope and blood vessels 
quantified by a blinded scientist. Vessel density was reported as vessel number per 
mm2 using equation (1).  
 

𝐁𝐥𝐨𝐨𝐝 𝐯𝐞𝐬𝐬𝐞𝐥 𝐝𝐞𝐧𝐬𝐢𝐭𝐲 =  
𝐕𝐞𝐬𝐬𝐞𝐥 𝐧𝐮𝐦𝐛𝐞𝐫

𝐅𝐎𝐕 𝐚𝐫𝐞𝐚
        (1) 

 
Regional vessel quantification of tissue in devices implanted for 4 weeks was 
performed on resin-embedded H&E slides. At least two slides >100 µm apart 
containing whole cross sections per explanted device were quantified by two blinded 
scientists. To evaluate the spatial distribution of blood vessels, full cross sections of 
devices were equally divided in thirds: top (section closer to skin), middle, and 
bottom (section closer to muscle). Blood vessels were counted and reported as 
percentage of total blood vessels in the device using the equation (2). 
 

𝐁𝐥𝐨𝐨𝐝 𝐯𝐞𝐬𝐬𝐞𝐥 % =  
𝐑𝐞𝐠𝐢𝐨𝐧𝐚𝐥 𝐯𝐞𝐬𝐬𝐞𝐥 𝐧𝐮𝐦𝐛𝐞𝐫

𝐓𝐨𝐭𝐚𝐥 𝐯𝐞𝐬𝐬𝐞𝐥 𝐧𝐮𝐦𝐛𝐞𝐫
 𝐱 𝟏𝟎𝟎      (2) 

 
2.1.9 Statistical analysis 
All results are expressed as mean ± standard deviation. Sample sizes are specified 
in each figure legend. Statistical analyses were performed using Prism 8 software 
(GraphPad Software Inc., San Diego, CA, USA). The number of animals allowed to 
detect statistical differences between groups with 80% power. One-way Analysis of 
variance (ANOVA) with Tukey’s multiple comparisons test were performed to 
determine statistical significance of differences among groups, and P values less 
than 0.05 were considered significant. Significance was indicated as follows: *, 
p≤0.05; **, p≤0.01; and ***, p≤0.001. 
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2.2 Materials and methods for chapter 4 
 
2.2.1 Device fabrication and sterilization procedure 
NICHE was fabricated by 3-dimensional printing (Sculpteo, CA) with selective laser 
sintering using biocompatible polyamide PA 2200 (Electro Optical Systems). Three-
dimensional datasets for the fabrication process were created using Solidworks 
(Dassault Systemes, Velizy-Villacoublay, France). NICHE has a flat rectangular 
structure and dimensions of 25 mm × 14.6 mm × 5.0 mm (Fig. 2A). The drug 
reservoir (~345 µL) included within the main structure of NICHE has a ‘U’ shape and 
surrounds the cell reservoir (19 mm × 6 mm × 4.4 mm; 502 mm3) on 3 sides. 
Immunosuppressant drug is eluted from the drug reservoir into the cell reservoir 
through two 100-nm nanoporous nylon membranes (GVS, Sanford, ME), which are 
affixed between the drug and cell reservoirs with implantable-grade, biocompatible 
fast-cure silicone adhesive (MED3-4213; NuSil). The top and bottom surfaces of the 
cell reservoir are created by 2 nylon meshes, an inner nylon mesh with 300 µm × 
300 µm openings, and an outer nylon mesh with 100 µm × 100 µm openings. 
Assembled NICHEs were sterilized with sequential washes of 0.3% H2O2, 0.03% 
H2O2, 70% ethanol, and sterile H2O under a clean laminar flow hood. 
 
2.2.2 Assessment of polyamide PA 2200 degradation 
Three-dimensionally printed NICHEs (n=10) were weighed and completely 
immersed in glass scintillation vials containing 22 mL of phosphate-buffered saline 
(PBS; Gibco) and incubated at 37°C. At weeks 1, 2, 4, 6, 8, 16, and 32 NICHEs were 
rinsed in distilled water to remove excess salt, dried using absorbent tissue and the 
weights were recorded (XPE56 Microbalance; Mettler Toledo Greifensee, 174 
Switzerland). Material degradation was assessed via weight change percentage 
relative to day 0 using equation (3). Where W0 is the original device weight and Wt 
is the device weight at each time point.  
 

𝐖𝐂% =  
𝐖𝐭−𝐖𝟎

𝐖𝟎
 𝐱 𝟏𝟎𝟎         (3) 

 
2.2.3 Scanning Electron Microscopy (SEM) Imaging 
Nylon meshes and membranes were fixed in 10% formalin, dehydrated in ethanol 
and sputtered with 7nm iridium. Imaging was performed using Nova NanoSEM 230 
under high vacuum setting and 5 kV electron beam at the Houston Methodist 
Research Institute Scanning Electron Microscopy and Atomic Force Microscopy 
Core.  
 
2.2.4 In vitro cytotoxicity assays 
To assess the biocompatibility of NICHE and toxicity of Cytotoxic T-Lymphocyte 
Associated protein 4 Immunoglobulin (CTLA4Ig), we performed cytotoxicity studies 
on mesenchymal stem cells (MSCs), human umbilical vein endothelial cells 
(HUVECs), and rat Leydig cells (LC540). MSCs were cultured in StemXVivo 
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Mesenchymal Stem Cell Expansion Media (R&D Systems); HUVECs were cultured 
in endothelial cell growth medium (Angio-Proteomie); Leydig cells were cultured in 
Eagle’s minimal essential medium supplemented with 10% FBS, 100 U/mL penicillin, 
and 100 µg/mL streptomycin. NICHE extract was generated as follows: sterile 
NICHEs were incubated with 12 mL of appropriate medium for each cell line at 37°C 
for 72 h. The 100% extract was then diluted to 50% and 25% using complete medium 
pre-incubated at 37°C for 72h. For cell viability assays, 5 x 103 cells/well were 
seeded in 96-well plates and incubated overnight to allow cell adherence. The next 
day, culture medium was aspirated and replenished with 50%, or 25% extract or with 
complete medium containing the immunosuppressant CTLA4Ig (Orencia; Bristol-
Myers-Squibb) at final concentrations of 5, 25, or 50 µg/mL. Twenty-four hours later, 
MTT assay was performed using the TACS MTT cell proliferation assay (R&D 
systems) following the manufacturer’s instructions.  
 
2.2.5 In vitro CTLA4Ig release assays 
CTLA4Ig was conjugated to Alexa Fluor 647 NHS ester (Invitrogen) following the 
manufacturer’s instructions. Then 1, 2, 3.4, and 11 mg/mL CTLA4Ig stock solutions 
were made by mixing unlabeled and AlexaFluor647-conjugated drug at a 9:1 ratio. 
Stock solutions were injected into the drug reservoir of NICHEs (n=5/group) using 
25G needles. Loaded NICHEs were submerged in glass scintillation vials containing 
22 mL of PBS and incubated at 37°C under magnetic agitation. Every third day, 
samples of sink solution were collected and measured with a fluorometer and the 
sink solution was fully replenished. 
 
2.2.6 Assessment of CTLA4Ig stability in vitro 
CTLA4Ig solution was prepared in PBS at 3.00 mg/mL concentration and filtered 
through 0.2 µm syringe filter. 1 mL aliquots of the filtered solution were placed in 
High Performance Liquid Chromatography (HPLC) vials and capped. Solutions were 
incubated at 37 °C under gentle agitation. Stability of CTLA4Ig was assessed at time 
points of 0, 1, and 3 weeks by gel permeation chromatography (GPC). GPC analyses 
were performed at 37 °C using GPCmax pump/autosampler/degasser system 
(Malvern Panalytical, Malvern, UK). Refractive index signals were recorded using 
Viscotek TDA305 detector (Malvern Panalytical) and absorbance signals at 280 nm 
were recorded using Viscotek 2600 UV-Vis detector (Malvern Panalytical). 
Chromatography was conducted using Viscotek A4000 aqueous column (300×8.0 
mm) (Malvern Panalytical), PBS spiked with sodium azide as an eluent, 1.000 
mL/min flow rate, and 25 µL injections.  
 
2.2.7 Generation of bioluminescent cell line 
HEK293T cells (ATCC) were used for transfection. Twenty-four hours before 
transfection, 5 × 105 cells were seeded on a 6-well plate. On the day of transfection, 
cell culture medium was replaced with 1 mL of fresh complete medium. Two 1.5-mL 
Eppendorf tubes were prepared. One tube contained a mixture of 1 mL of serum-
free DMEM, 4 µg of pHIV-luc-ZsGreen plasmids (Addgene #39196), 3 µg of psPAX2 
plasmids (for packaging, Addgene #12260), and 1 µg of pMD2.G plasmids (for 
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expressing VSV-G, Addgene #12259). The other tube contained a mixture of 1 mL 
of serum-free DMEM and 21 µL of polyethyleneimine (linear, 25,000MW, ChemCruz, 
sc-360968, stock solution 1 mg/mL in dH2O). The contents of tubes 1 and 2 were 
mixed in a single tube and incubated for 20 min at room temperature. The HEK293T 
cells were incubated with the transfection mixture overnight, and then the mixture 
was replaced with fresh complete medium. Twenty-four hours later, the medium 
containing lentivirus was filtered and used for transduction. To establish 
bioluminescent cell line LC540-luc-ZsGreen, 80% confluent LC540 cells (Leydig 
cells) were transduced with lentivirus-containing medium for 24 h. After several 
passages, ZsGreen-positive cells were sorted by FACS (BD FACS Aria III) and used 
for experiments. 
 
2.2.8 Animal models 
Eight-week-old male Wistar Furth rats (Charles River, Houston, TX, USA) were used 
in this study. All animals were maintained and used in conformity with guidelines 
established by the American Association for Laboratory Animal Science. Rats were 
kept in the Houston Methodist Research Institute animal facility. All procedures were 
approved by the Houston Methodist Institutional Animal Care and Use Committee in 
accordance with the National Institute of Health Guide for the Care and Use of 
Laboratory Animals and the Animal Welfare Act. Animals had access to food and 
water ad libitum. 
 
2.2.9 Generation and implantation of MSC-NICHEs and vascularization study 
MSCs isolated from bone marrow of Wistar Furth rats were obtained from Cyagen 
at P2 and expanded in vitro using StemXVivo Mesenchymal Stem Cell Expansion 
Media (R&D Systems). Osteogenic, chondrogenic and adipogenic differentiation 
potential was confirmed to ensure MSC lineage (Appendix A1).  
On implantation day, MSCs were suspended in a pluronic F-127 hydrogel (15% PF-
127 in Expansion Media) and injected into the cell reservoir of NICHEs to generate 
MSC-NICHEs (Appendix A2). MSCs permanence in NICHE was validated in a prior 
in vivo experiment in rats, which confirmed the presence of DiI-labeled MSCs 
immediately prior to and 6 weeks post-implantation (Appendix A2). For implantation 
of MSC-NICHEs, immunocompetent, 8-week-old male Wistar Furth rats were 
anesthetized using 2% isoflurane in 1.5. L of oxygen. Upon confirmation of absence 
of pedal withdrawal reflex, a subcutaneous pocket was created, and the MSC-
NICHEs were aseptically implanted (1 per animal) in the right dorsum. The wound 
was closed using clips, and rats were allowed to recover under heat supplementation 
until motor skills were regained. Rats were monitored every day thereafter to confirm 
animal well-being. 
For the vascularization study, sterile NICHEs (n=5 per group) were filled with 
250,000 or 500,000 MSCs suspended in 15% PF-127 while vehicle controls were 
filled only with 15% PF-127. Six weeks post-implantation, rats were euthanized via 
CO2 asphyxiation, NICHEs retrieved from the subcutaneous pocket, and processed 
for histology. For blood vessel quantification, four fields of view of each H&E-stained 
slides were captured at 200x magnification with an Olympus IX81 wide field 
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microscope (Olympus, Tokyo, Japan) by an individual blinded to the treatment 
groups. Blood vessel counting was performed by three independent scientists 
blinded to the treatment groups.  
 
2.2.10 Immunosuppression and cell transplantation 
Six weeks after NICHE implantation (pre-vascularization period), rats were 
randomized into 3 experimental groups: no-drug (Control), local (NICHE), and daily 
systemic (IP) immunosuppression. Rats in the control group received no CTLA4Ig. 
Rats in the NICHE group were loaded with 55 mg/mL CTLA4Ig (Orencia; Bristol-
Myers Squibb) in the drug reservoir. Rats in the IP group received daily 
intraperitoneal (i.p.) injections (500 µg/day) of CTLA4Ig. Upon initiation of 
immunosuppression, 2 × 106 Leydig cells and 5 x 105 MSCs in a 1:1 Matrigel:PBS 
mixture were transcutaneously loaded in the NICHE cell reservoir of all rats using a 
27G needle attached to a 1-mL syringe. To assess plasma CTLA4Ig levels, blood 
was collected from the saphenous vein before and every 4 days after initiation of 
CTLA4Ig treatment in heparinized tubes. Plasma was isolated via centrifugation. To 
assess tissue CTLA4Ig levels, NICHE, the fibrotic capsule and skin surrounding 
NICHE, liver, spleen, and kidneys were harvested and homogenized in T-PER buffer 
supplemented with protein inhibitor cocktail (Thermo Scientific). Tissue 
homogenates were clarified via centrifugation and stored frozen until analysis. 
CTLA4Ig in plasma and tissue homogenates was quantified using human CTLA4 
ELISA (Invitrogen) following the manufacturer’s instructions 
 
2.2.11 In vivo cell tracking 
Before and every 4 days after cell loading into the NICHE cell reservoir, cell viability 
and permanence within NICHE were assessed via bioluminescence in vivo imaging 
system (IVIS; Perkin Elmer). Briefly, rats received i.p. injections of 150 mg/kg D-
Luciferin potassium salt solution (Gold Biotechnology). Thirty-four minutes later, 
anesthetized rats were imaged using bioluminescence IVIS spectrum with auto-
exposure setting.  
 
2.2.12 In vivo drug reservoir refillability assessment 
NICHEs implanted in rats were transcutaneously loaded with CTLA4Ig-Alexa Fluor 
647 conjugate and imaged via fluorescence IVIS with excitation and emission filters 
of 640 nm and 680 nm, respectively. Background threshold was obtained by 
acquiring an image of implanted empty NICHE prior to CTLA4Ig-Alexa Fluor 647 
loading.  
 
2.2.13 Histology analysis and blood vessel quantification 
Upon harvesting, tissues were rinsed with PBS and fixed in 10% formalin for 48 h. 
Fixed tissues were dehydrated and cleared using standard ethanol and xylene 
washes followed by embedding with paraffin or Poly(methyl methacrylate) (PMMA) 
resin. Five m sections were cut and stained with hematoxylin-eosin, Masson’s 
Trichrome or Picro-Sirius red and visualized using an Olympus IX81 wide field 
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microscope (Olympus). For blood vessel quantification, 5 µm sections were stained 
with lectin from Bandeiraea simplicifolia following a published method [25]. Briefly, 
following deparafinization and rehydration, sections were blocked with 5% normal 
goat serum in 0.1% bovine serum albumin/tris buffered saline (BSA/TBS) for 1 h at 
room temperature (RT). Sections were incubated with biotinylated lectin (Sigma) in 
0.1% BSA/TBS for 24 h at 4 ºC followed by streptavidin alkaline-phosphatase 
(Invitrogen) for 30 min at RT. Sections were developed with Warp Red Chromogen 
system (Biocare Medical, California, USA) and counterstained with hematoxylin. 
Visualization was performed using an Olympus IX81 wide field microscope 
(Olympus). For quantification, 12 fields of view per condition were photographed at 
400x magnification and blood vessels manually counted. For each condition, 4-5 
biological replicates were analyzed. For immunofluorescence staining, 5 μm 
sections were subjected to heat induced epitope retrieval in rodent decloaker buffer 
(Biocare Medical) at 121 ºC for 20 min followed by blocking in 5% normal goat serum 
for 1 h at room temperature. Primary antibodies were incubated for 16 h at 4 ºC in 
renaissance antibody diluent (Biocare Medical) and secondary antibodies for 1 h at 
room temperature in blocking buffer. Prolong Diamond mounting media with DAPI 
was added to preserve fluorescence (Invitrogen). Sections were visualized using a 
FluoView TM 3000 confocal microscope (Olympus). Antibodies used and dilutions 
are specified in table 1.  
 

Table 1. List of antibodies 
Target Make Cat. No. Dilution 

Lectin (B. simplicifolia) biotin 
conjugate 

Sigma L3759 1 µg/mL 

RECA1 Santa Cruz sc-52665 1:100 
αSMA Abcam ab5694 1:100 
Firefly Luciferase (CS17) Invitrogen 35-6700 1:100 
CD3 (SP7) Invitrogen MA1-90582 1:150 
CD4 Invitrogen PA5-87425 1:100 
CD8 (OX-8) Invitrogen MA1-70003 1:100 
CD45 Abcam ab10558 1:100 
anti-mouse (Alexa Fluor 647) Abcam ab150115 1:1000 
anti-rabbit (Alexa Fluor 555) Invitrogen A-21428 1:200 

 
2.2.14 Statistical analysis 
Results are expressed as mean ± standard deviation. Statistical analyses were 
performed using Prism 8 software (GraphPad Software Inc., San Diego, CA, USA). 
Normality testing was performed and Student’s t-test, One-way analysis of variance 
(ANOVA) or Two-way ANOVA were performed to determine statistical significance 
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of differences among groups. The sample sizes for in vivo studies were determined 
to provide statistical power of 80% to detect differences between groups. P values 
less than 0.05 were considered significant. Significance was indicated as follows: *, 
p≤0.05; **, p≤0.01; and ***, p≤0.001. 
 
2.3 Materials and methods for chapter 5 
 
2.3.1 Animal models 
Eight-week-old male RNU or Fischer 344 were used as recipients and Lewis rats as 
donors (Charles River, Houston, TX, USA). All animals were maintained and used 
in conformity with guidelines established by the American Association for Laboratory 
Animal Science. Rats were kept in the Houston Methodist Research Institute animal 
facility. All procedures were approved by the Houston Methodist Institutional Animal 
Care and Use Committee in accordance with the National Institute of Health Guide 
for the Care and Use of Laboratory Animals and the Animal Welfare Act. Animals 
had access to food and water ad libitum. 
 
2.3.2 Generation and implantation of NICHE with MSC  
NICHE were fabricated as described in section 2.2.1. MSCs isolated from bone 
marrow of Fischer 344 rats were obtained from Cyagen at P2 and expanded in vitro 
using StemXVivo Mesenchymal Stem Cell Expansion Media (R&D Systems). 
NICHE loading with MSC hydrogel and implantation was performed as described in 
section 2.2.9.  
 
2.3.3 Diabetes induction 
Fischer 344 rats were injected intraperitoneally (i.p.) with 2 doses of streptozotocin 
(STZ; 40 mg/kg; Sigma) 3 days apart. To prevent dehydration, rats were provided 
Lactate Ringers Saline subcutaneously (2 mL/day) for 7 days starting on the day of 
first STZ injection. To prevent acute hypoglycemia, rats were provided 10% sucrose 
water ad libitum for 7 days starting on the day of first STZ injection. Blood glucose 
was monitored using a glucometer (AlphaTrak). Rats were considered diabetic after 
3 consecutive blood glucose readings >300 mg/dL.  
 
2.3.4 Islet isolation and transplantation 
Lewis rats were overdosed with isoflurane immediately prior to pancreas harvesting. 
Pancreas were perfused through the pancreatic duct with 9 mL Clzyme RI 
collagenase (Vitacyte). Digestion was performed via static incubation in a water bath 
at 37C for 19 min and 40 seconds. Next, enzymatic activity was quenched by adding 
20 mL of Hanks buffered saline (HBS) with 20% FBS and mechanical dissociation 
performed via vigorous shaking for 8 s. Tissue digest was washed 3 times with ice 
cold HBS and strained through a 500 m wire mesh. The tissue pellet was re-
suspended in 15 mL 1.096 g/cm3 OptiPrep Density Gradient Medium (Sigma) and 
layered with 10 mL 1.068 g/cm3 and 1.037 g/cm3 OptiPrep and centrifuged at 1600 
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rpm 20 min with no break. Islets were collected at the 1.096 g/cm3 and 1.068 g/cm3 
interphase, washed with HBS 3 times and cultured in RPMI-1640 media 
supplemented with 10% FBS, 1% penicillin/streptomycin, 20 mM HEPES, 5.5 mM 
glucose and 1 mM sodium pyruvate in a cell culture incubator set at 25°C and 5% 
CO2.  
 
For transplantation, islet doses were aliquoted into 15 mL falcon tubes and allowed 
to sediment (Appendix A3). An MSC-collagen hydrogel was prepared by re-
suspending MSC in 4 mg/mL neutralized, thermo-responsive collagen hydrogel 
(RatCol, Advanced Biomatrix). Islet supernatant was carefully aspirated out without 
disturbing the islet pellet. Islets were re-suspended with MSC-collagen hydrogel 
using a wide tip and immediately loaded into a 1 mL syringe equipped with a 22G 
needle. The islet-MSC-hydrogel was immediately transcutaneously injected into 
NICHE cell reservoir through the silicone port. To prevent leakage, the needle was 
held in place for 1 min to allow for hydrogel polymerization.  
 
2.3.5 Immunosuppression regimen and monitoring 
Four weeks after NICHE implantation (pre-vascularization period), rats were loaded 
with 55 mg/mL CTLA4Ig (Orencia; Bristol-Myers Squibb) and 2 mg/mL anti-
lymphocyte serum (ALS; Accurate Chemical Lot No. J2547) in the drug reservoir. 
For systemic immunosuppression reference, rats were injected i.p. with 10 mg ALS 
(0.5 mL). To assess plasma CTLA4Ig and ALS levels, blood was collected from the 
saphenous vein before and every 4 days after immunosuppression initiation in 
heparinized tubes. Plasma was isolated via centrifugation and analyzed using 
human CTLA4 ELISA (Invitrogen) and Rabbit IgG quantification kit (Invitrogen) 
following the manufacturer’s instructions. Circulating T-Cells were quantified to 
assess systemic immunosuppression. Blood was collected from the saphenous vein 
into EDTA tubes. Staining solution was prepared with anti-CD45 (BD Cat No. 561867 
at 1:80 dilution) and anti-CD3 (Invitrogen, Cat No. 12-0030-82 at 1:180 dilution) in 
50 L FACS buffer (PBS supplemented with 0.5% BSA and 5 mM EDTA). Staining 
solution was added to 100 L whole blood and incubated for 30 min at RT. Next, 
samples were incubated with 1.8 mL of 1X 1-step fix/lyse solution (Invitrogen) for 10 
min with rotation for erythrocyte lysis and cell fixation. Cells were washed twice, re-
suspended in 300 L FACS buffer, and 50 L of CountBright Absolute Counting 
Beads (Invitrogen) were added to each sample. Samples were analyzed using a BD 
LSRII cell counter. T-Cell concentration was calculated using equation (4).  

𝐓 𝐂𝐞𝐥𝐥 𝐂𝐨𝐧𝐜𝐞𝐧𝐭𝐫𝐚𝐭𝐢𝐨𝐧 =  
# 𝐨𝐟 𝐜𝐞𝐥𝐥 𝐞𝐯𝐞𝐧𝐭𝐬 

# 𝐨𝐟 𝐛𝐞𝐚𝐝 𝐞𝐯𝐞𝐧𝐭𝐬
×

𝐛𝐞𝐚𝐝𝐬/𝟓𝟎 µ𝐋

𝐒𝐚𝐦𝐩𝐥𝐞 𝐯𝐨𝐥𝐮𝐦𝐞 
     (4) 

 
2.3.6 Intraperitoneal Glucose Tolerance Test 
After overnight fasting, rats were injected i.p. with 3 g/kg of 50% dextrose solution 
(Northeast Medical Products). Blood glucose readings were obtained at baseline 
and at 15, 30, 60, 90, and 120 minutes post-injection with a glucometer (AlphaTrak).  
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2.3.7 In vitro glucose stimulated insulin release (GSIR).  
Krebs buffered solution (KBS) was prepared with 115 mM NaCl, 24 mM NaHCO3, 5 
mM KCl, 1 mM MgCl2, 0.1% BSA, 2.5 mM CaCl2, and 25 mM HEPES. Low (LG) and 
high (HG) glucose KBS was supplemented with 2.8 mM or 16.7 mM glucose, 
respectively. After incubation with everolimus, CTLA4Ig, ALS or MSC, islets were 
transferred to 3 m cell culture inserts in a 24-well plate and equilibrated with LG-
KBS 1 h at 37C. Next, inserts were transferred to 15 mL falcon tubes and 
centrifuged at 100g for 15 seconds. Inserts with islets were transferred to a clean 
24-well plate and incubated with LG-KBS for 1 h at 37C followed by incubation with 
HG-KBS for 1 h at 37C. Samples were analyzed for insulin content via ELISA 
(Alpco) following the manufacturer’s instructions. The stimulation index was 
calculated as the HG-to-LG insulin secretion ratio.  
 
2.3.8 Histological analysis 
Upon harvesting, tissues were fixed in 10% formalin for 48 h. Fixed tissues were 
dehydrated and cleared using standard ethanol and xylene washes followed by 
embedding with paraffin. Five m sections were cut and stained with hematoxylin-
eosin and visualized using an Olympus IX81 wide field microscope (Olympus). Blood 
vessels were stained with lectin from B. simplicifolia as described in section 2.2.9. 
For immunofluorescence staining, 5 μm sections were subjected to heat induced 
epitope retrieval in rodent decloaker buffer (Biocare Medical) at 121ºC for 20 min 
followed by blocking in 5% normal goat serum for 1 h at room temperature. Sections 
were incubated with rabbit anti-insulin (Cell Signaling, Cat No. 3014S, 1:500 dilution) 
for 16 h at 4ºC in renaissance antibody diluent (Biocare Medical) and AlexaFluor 555 
goat anti-rabbit (Invitrogen, Cat No. A-21428; 1:200 dilution) for 1 h at room 
temperature in blocking buffer. Prolong Diamond mounting media with DAPI was 
added to preserve fluorescence (Invitrogen). Sections were visualized using a 
FluoView TM 3000 confocal microscope (Olympus). Imaging Mass Cytometry was 
performed in 5 m sections at the Houston Methodist Research Institute 
ImmunoMonitoring Core following their standard procedures. 
 
2.3.9 Statistical analysis 
Results are expressed as mean ± standard deviation. Statistical analyses were 
performed using Prism 8 software (GraphPad Software Inc., San Diego, CA, USA). 
Normality testing was performed and Student’s t-test, One-way analysis of variance 
(ANOVA) or Two-way ANOVA were performed to determine statistical significance 
of differences among groups. The sample sizes for in vivo studies were determined 
to provide statistical power of 80% to detect differences between groups. P values 
less than 0.05 were considered significant. Significance was indicated as follows: *, 
p≤0.05; **, p≤0.01; and ***, p≤0.001. 
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Chapter 3 
 

Vascularization study 
 
 
 
 
 
 
 
 
 
 
 
 
 
The work presented in this chapter is based on: Paez-Mayorga J, Capuani S, Farina 
M, Lotito ML, Niles JA, Rhudy J, Esnaola L, Chua YX, Taraballi F, Corradetti B, 
Shelton KA, Nehete P, Nichols JE, Grattoni A. (2020). Enhanced In Vivo 
Vascularization of 3D-Printed Cell Encapsulation Device Using Platelet Rich Plasma 
and Mesenchymal Stem Cells. Adv. Healthc. Mat, doi: 
https://doi.org/10.1002/adhm.202000670  
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In this study, we sought to investigate a method to enhance vascularization of a 3D-
printed, polymeric subcutaneously-implantable cell encapsulation platform [26]. We 
enriched our cell encapsulation device with platelet-rich-plasma (PRP) or 
Mesenchymal Stem Cells (MSCs) and implanted it in the subcutaneous space of 
rats and non-human primates (NHP). Device acceptability as well as amount, 
distribution, and maturity of penetrating blood vessels was assessed via 
histopathology analysis. Key aspects for a successful cell encapsulation device 
entail rapid and straightforward production, biocompatibility, and a readily available 
source of oxygen, nutrients and metabolites for transplanted cells. The platform 
described herein accomplishes these fundamental requirements. 
 

3.1 Device fabrication 
Additive manufacturing has found a niche in the field of tissue engineering and 
regenerative medicine as it allows for straightforward fabrication of bioengineered 
platforms. Specifically, fused deposition modeling (FDM) is compatible with a wide 
range of materials suitable for various applications including but not limited to dental, 
bone, neural, dermal, and soft tissue regeneration [27, 28]. The cell encapsulation 
device used herein was fabricated as two symmetrical structures via FDM using 
biocompatible PolyLactic Acid (PLA). The two structures were welded together to 
yield a hollow discoidal device with a diameter of 9 mm and a thickness of 2.5 mm 
(Fig. 1A). The hollow chamber in the device serves as a reservoir to house and 
confine transplanted cells. A circular port (1 mm in diameter) on the side of the 
device, sealed using biocompatible silicone, allows for hydrogel and cell loading. The 
device surface comprises of an array of square microchannels (nominally 100 μm x 
100 µm) to allow blood vessel penetration into the reservoir.  
 

 
Fig. 1 Device design and deployment strategy. (A) 3D-rendering of encapsulation 
device depicting the cell reservoir and lateral loading port. (B) SEM imaging of 
microchannels indicated by black square in A. Scale bar represents 400 µm. (C) 
SEM imaging of a single 100 x 100 µm microchannel outlined in yellow. Scale bar 
represents 40 µm. Deployment strategy of the device as follows: (D) Platelet-Rich 
Plasma (PRP) or Mesenchymal Stem Cells (MSCs) are loaded into the cell reservoir 
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through the loading port ex vivo. (E) Loaded devices are implanted in a 
subcutaneous pocket. (F) PRP and MSCs stimulate vascularization of the cell 
reservoir. 

 
Scanning electron microscopy (SEM) imaging of the device surface confirmed 
uniform fabrication of the microchannels with an average side length of 98.5 ± 18.5 
µm throughout the structure of the device (Fig. 1B, C). We used PLA for its 
biocompatibility, mechanical characteristics, and low cost [29]. PLA is a 
biodegradable material with an average clearance time of 24 months after 
implantation.[30] In this timeframe, transplanted cells would have fully engrafted into 
the bioengineered microenvironment and the need for the polymeric structure could 
be obviated. If permanence is warranted, a bioinert polymer such as nylon could be 
used [31]. Nevertheless, manufacturing via FDM allows straightforward material 
substitution, tailoring to patient need based on cell transplant type. The deployment 
strategy for the device is as follows: 1) assembled devices are loaded ex vivo with 
PRP or MSC hydrogel via the loading port (Fig. 1D); 2) loaded devices are implanted 
in a subcutaneous pocket (Fig. 1E); 3) blood vessels penetrate into the device cell 
reservoir and form a dense vascular niche (Fig. 1F) at which point cells can be 
percutaneously loaded into the device to encounter a densely vascularized 
environment conducive to engraftment and long-term viability.  
 

3.2 In vivo vascularization in rats driven by PRP or MSCs 
The subcutaneous space is commonly deemed suboptimal for cell transplantation 
due to limited vascularization that results in graft anoxia and death [32, 33]. As such, 
pre-conditioning of the subcutaneous space to increase vascularization of the 
transplant microenvironment is a viable strategy for successful cell engraftment [20]. 
PRP contains a wide variety of growth factors including Vascular Endothelial Growth 
Factor (VEGF), Transforming Growth Factor β (TGF-), and Platelet Derived Growth 
Factor (PDGF), which play key roles in driving angiogenic and wound healing 
responses [21, 34, 35]. MSCs produce autocrine and paracrine signals in the form 
of chemokines, cytokines, and growth factors that drive proangiogenic (i.e. VEGF, 
PDGF) and immunomodulatory (i.e. prostaglandin E2 (PGE2), interlukin-10 (IL10)) 
responses [36, 37]. To evaluate the effects of PRP and MSCs on driving 
vascularization into our encapsulation device, we implanted either PRP- or MSC- 
hydrogel filled devices in the subcutaneous space of rats. Devices filled with vehicle 
hydrogel were subcutaneously implanted in a cohort of rats as controls.  
After 1 week of implantation, devices across all cohorts showed limited cell 
mobilization between the microchannels, while the reservoirs only had hydrogel 
remnants without quantifiable vessels (Appendix A4).  
  



20 
 

 
Fig. 2 Device vascularization in rats. 40X magnification of resin-embedded 
sections stained with H&E and 200X magnification of paraffin-embedded sections 
with blood vessels stained in red with lectin (BS-1). (A) H&E- and (B) BS-1-stained 
sections of control devices 2 weeks post-implantation. (C) Blood vessel density 
inside cell reservoirs throughout 6 weeks of implantation quantified from BS-1-
stained sections. (D) Area of tissue comprised of blood vessels expressed as 
percentage of total tissue area per field of view. Mean ± SD; n=8-20 per condition; 
One-Way ANOVA with Tukey’s multiple comparison test. *P<0.05; **P<0.01; 
***P<0.001. Two week post-implantation sections of PRP devices stained with (E) 
H&E or (F) BS-1; and MSC devices stained with (G) H&E and (H) BS-1; Control 
devices with (I) H&E and (J) BS-1, PRP devices with (K) H&E and (L) BS-1, and 
MSC devices with (M) H&E and (N) BS-1 4 weeks post-implantation; Control devices 
with (O) H&E and (P) BS-1, PRP devices with (Q) H&E and (R) BS-1, and MSC 
devices with (S) H&E and (T) BS-1 6 weeks post-implantation. Red and black scale 
bars indicate 1 mm and 100 µm, respectively.  

 
After 2 weeks of implantation, control (Fig. 2A, B) devices showed regional infiltration 
of vascularized tissue with quantifiable blood vessels (Fig. 2C, D). Implantation with 
PRP yielded similar amount, but significantly more vascularized, tissue penetration 
than control devices (Fig. 2E, F). Enrichment of devices with MSC yielded significant 
differences compared to controls or implantation with PRP. Cell reservoirs of the 
MSC devices had extensive tissue penetration from both surfaces with a migratory 
distribution that seemed to decrease in maturity as it approximated the center of the 
device, as suggested by the extensive RBC infiltration in that area (Fig. 2G). 
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Moreover, the penetrating tissue in MSC-loaded devices was thoroughly 
vascularized (Fig. 2H) with higher blood vessel density (577 ± 232 vessels / mm2) 
than control (218 ± 97 vessels / mm2) and PRP (446 ± 177 vessels / mm2) groups 
(Fig. 2C). By week 4, control (Fig. 2I, J) and PRP (Fig. 2K, L) devices had 
comparable tissue penetration spanning ~2/3 of the cell reservoir, but the PRP 
cohort was significantly more vascularized. By this time point, the MSC group had 
tissue ingrowth spanning the entirety of the device and ~2.5-fold more vessel density 
than control devices (Fig. 2M, N). Complete colonization of the device is important 
as ingrown tissue would provide mechanical support to the device and additional 
protection to cells housed within. Histological sections of MSC devices consistently 
showed bleeding inside the cell reservoir at the interphase between tissue and 
polymer. This bleeding pattern may be attributable to tissue injury at time of explant 
secondary to decompression of the device, further underscoring extensive 
vascularization of MSC devices. By week 6 of implantation, ~3/4 of control (Fig. 2O, 
P) and PRP (Fig. 2Q, R) cell reservoirs were filled with tissue, but PRP devices 
remained significantly more vascularized. MSC devices were completely filled with 
tissue and had higher vessel density compared to control (Fig. 2S, T).  
Overall, the strongest angiogenic response was observed at 2 weeks post-
implantation in both PRP and MSC devices where tissue inside the reservoirs was 
extensively colonized by small capillaries. The blood vessel density decreased 
across groups by 4 weeks post-implantation; however, the area of tissue occupied 
by blood vessels stayed constant throughout the six-week study (Fig. 2D). This may 
be explained by dynamism in the wound healing response. At early time points, the 
vascular component of the penetrating tissue was mainly comprised of small, 
sprouting capillaries, characteristic of granulation tissue. As the wound healing 
response was resolved, many capillaries regressed and those remaining matured 
into larger, likely permanent, vessels. In sum, the number of vessels was reduced 
but the effective area covered by vascular tissue, and ultimately permeated with 
oxygen and nutrients, remained nearly constant. Mature, permanent vessels are of 
importance as these would maintain the graft long-term. Enrichment with PRP and 
MSC not only increased the initial angiogenic response with numerous infiltrating 
capillaries but also enhanced their maturation and permanence. It is noteworthy that, 
throughout the six week study, the percentage of tissue comprised of blood vessels 
in PRP and MSC devices (Fig. 2D) was comparable to that reported in islets 
transplanted under the kidney capsule (~10% of area covered by vessels) [38, 39], 
a gold standard transplant site in rodent models [40].  
The various degrees of vascularization achieved with PRP and MSC enrichment 
throughout time revealed potential transplantation windows that may be exploited 
depending on cell type. For example, in the case of pancreatic islets, enrichment 
with MSC and transplantation at 2 weeks post-implantation might be ideal as the 
high capillary density and nearly complete tissue ingrowth could provide support to 
the islet mass while avoiding overcrowding. Moreover, intra-islet capillary re-
anastomosis upon transplantation is paramount for successful islet engraftment [41]. 
In this context, the numerous sprouting vessels observed at week 2 may be 
harnessed as a readily available pool of capillaries to achieve islet vascular re-
anastomosis. Subsequently, the tissue in the device would mature in tandem with 
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the transplant, creating a specialized environment suitable for long-term 
engraftment.  Transplantation of other cell types that benefit from a denser matrix for 
engraftment, such as Leydig cells [42], may benefit from a longer pre-vascularization 
period, namely 4 weeks. It has to be noted that underlying pathologies, such as 
diabetes [43], may impair angiogenesis and therefore the timeframe for optimal 
vascularization could be different and would need to be assessed. 
 

3.3 Device tolerability in rats 
The discoid shape of the device was chosen to optimize biointegration by reducing 
sharp edges and maximizing surface contact with the surrounding tissue [44]. 
Successful biointegration of the cell encapsulation device is paramount for 
transplanted cell survival. Thus, in parallel to vascularization assessment, device 
tolerability was evaluated in rats for all groups. At 1-week post-implantation, control 
devices showed a thin layer of monocytes adhered to the surface of the material and 
immediately distal to it, formation of highly cellular granulation tissue with fibroblasts, 
monocytes and capillaries (Fig. 3A). By week 2 post-implantation, the granulation 
tissue appeared more organized with lower cellularity and higher collagen fiber 
deposition and alignment than at week 1 (Fig. 3B). By week 4, a thin, collagenous 
fibrotic capsule was in place, suggesting resolution of the foreign body reaction 
(FBR) to the device material (Fig. 3C).  
 

 
Fig. 3 Reactivity to the implant in rats. H&E stained sections of tissue around 
control devices (A) 1, (B) 2, and (C) 4 weeks post-implantation; PRP devices (D) 1, 
(E) 2, and (F) 4 weeks post-implantation; and MSC devices (A) 1, (B) 2, and (C) 4 
weeks post-implantation. Scale bars represent 50 µm. 

 
Overall, control devices elicited a classic FBR to biocompatible materials that was 
limited and resolved within 4 weeks of implantation [45], underscoring that the 
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geometry and material employed in our devices were well tolerated. Addition of PRP 
augmented the FBR to the device at early time point, probably due to release of 
growth factors and chemotactic cues that stimulate angiogenesis, fibroblast 
expansion, and immune cell recruitment [46, 47]. Notably, at 1-week post-
implantation, PRP devices showed platelets in the subcutaneous space adjacent to 
the devices, likely due to platelet escape from the degrading PRP hydrogel (Fig. 3D). 
Escaped platelets were surrounded by highly cellular and disorganized granulation 
tissue comprised of macrophages, fibroblasts, and capillaries. However, by 2 weeks 
post-implantation, the granulation tissue was more organized, showing premature 
fibroblast alignment, collagen deposition, and decreased cellularity compared to 
week 1 (Fig. 3E). By 4 weeks post-implantation, PRP devices were surrounded by 
an organized, thin fibrotic capsule, indicating biointegration and resolution of FBR to 
the material (Fig. 3F). Similar to control and PRP groups, MSC devices had a thin 
layer of mononuclear cells adhered to the surface of the material 1 week post-
implantation (Fig. 3G). However, the granulation tissue formation was notably 
reduced compared to the other groups. This difference in reaction may be attributed 
to the immunomodulatory properties MSCs exert by secreting PGE2, IL-10, nitric 
oxide (NO), indoleamine 2,3-dioxygenase (IDO), among other cues that drive anti-
inflammatory response [37]. After 2 weeks of implantation, MSC devices showed 
granulation tissue formation with cellularity and organization similar to that observed 
on weeks 1 and 2 of control and PRP devices, suggesting a delayed and ameliorated 
response to the material (Fig. 3H). Moreover, the FBR formed around MSC devices 
was highly colonized by capillaries which correlated temporally with profuse vessel 
penetration into the devices (Fig. 2L, M). By 4 weeks post-implantation, MSC devices 
were surrounded by a thin, organized fibrotic capsule comprised of aligned collagen 
fibers, dispersed fibroblasts, and blood vessels (Fig. 3I). Overall, the device elicited 
a limited foreign body reaction that resolved by 4 weeks post-implantation across all 
groups, indicating adequate biointegration and biocompatibility. Encapsulation 
devices that rely on diffusion for nutrient and oxygen delivery to transplanted cells 
are typically affected negatively by FBR, where fibrotic capsule formation around the 
material increases thickness and hampers solute diffusion [48]. In our encapsulation 
device, although initiation of a limited FBR resulted in a thin and organized fibrotic 
capsule, the penetrating blood vessels into the reservoir provide necessary oxygen 
and nutrients. In fact, a thin fibrotic capsule is beneficial as it anchors the device to 
the subcutaneous space, reducing irritation secondary to device displacement [49]. 
Moreover, we previously demonstrated our device is non-cytotoxic and maintains 
function of various cell types including stem-cell-derived insulin-producing cells [50], 
islets [51, 52], and Leydig cells [21]. Taken together, these results underscore our 
device holds potential for successful cell transplantation.  
 

3.4 In vivo vascularization in non-human primates.  
Aiming at clinical translation of the technology, we sought to investigate if enrichment 
with PRP and MSCs would yield similar results in NHP to those obtained in rats. 
NHP response would more closely mimic that of humans, representing a superior 
model for translation efforts.   
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Subcutaneous implantation of control, PRP or MSC devices elicited a mild FBR with 
infiltration of small capillaries and few inflammatory cells lining the polymer structure. 
The reaction was limited throughout 4 weeks of implantation (Appendix A5). In terms 
of vascularization, at 1-week post-implantation, mobilization of cells with collagen 
deposition was visible across the microchannels in all groups, but only hydrogel 
occupied the reservoirs (Appendix A4). At 2 weeks post-implantation, control devices 
had limited tissue colonization (Fig. 4A, B) with few quantifiable blood vessels (Fig. 
4C, D).  
 

 
Fig. 4 Device vascularization in NHP. 40X magnification of resin-embedded 
sections stained with H&E and 200X magnification of paraffin-embedded sections 
with blood vessels stained in brown (CD31). (A) H&E- and (B) CD31-stained sections 
of control devices 2 weeks post-implantation. (C) Blood vessel density inside cell 
reservoirs throughout 6 weeks of implantation quantified from CD31-stained 
sections. (D) Area of tissue comprised of blood vessels expressed as percentage of 
total tissue area per field of view. Mean ± SD; n=8-12 per condition; One-Way 
ANOVA with Tukey’s multiple comparison test. *P<0.05; **P<0.01; ***P<0.001. Two 
week post-implantation sections of PRP devices stained with (E) H&E or (F) CD31; 
and MSC devices stained with (G) H&E and (H) CD31; Control devices with (I) H&E 
and (J) CD31, PRP devices with (K) H&E and (L) CD31, and MSC devices with (M) 
H&E and (N) CD31 4 weeks post-implantation; Control devices with (O) H&E and 
(P) CD31, PRP devices with (Q) H&E and (R) CD31, and MSC devices with (S) H&E 
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and (T) CD31 6 weeks post-implantation. Red and black scale bars indicate 1 mm 
and 100 µm, respectively.  

 
PRP (Fig. 4E, F) and MSC (Fig. 4G, H) devices had marginal tissue penetration. 
Albeit the amount of tissue was limited, the vascular density in PRP and MSC 
devices was 5 times higher (117 ± 35 and 118 ± 61 vessels / mm2, respectively) than 
controls (23 ± 26 vessels / mm2) (Fig. 4C). By 4 weeks post-implantation, devices 
were largely filled with connective tissue across all groups. Control devices showed 
increased vascularization compared to week 2 (Fig. 4I, J). PRP (Fig. 4K, L) and MSC 
(Fig. 4M, N) devices remained significantly more vascularized, with vessel densities 
similar to the previous time point (Fig. 4C). By week 6, devices across all groups 
remained fully colonized by tissue (Fig. 4O, P) with higher vessel densities in PRP 
(Fig. 4Q, R) and MSC (Fig. 4S, T) groups. Overall, enrichment of our encapsulation 
device with PRP and MSC prior to implantation in NHP resulted in increased blood 
vessel density. Similar to what was observed in rats, NHP exhibited the strongest 
angiogenic response was observed at two weeks post-implantation, which remained 
stable up to week 4. The non-significant drop in vessel density observed at week 6 
across groups may be explained by regression of small, immature capillaries, as 
suggested by unchanged vessel area across time points (Fig. 4D). The similarity in 
results between rats and NHP underscores promise for device translatability.  
 

3.5 Regional vessel quantification 
To further characterize the vascularization inside the devices, we investigated the 
spatial distribution at 4 weeks post-implantation, when vessel density stabilized, for 
rats and NHPs. To achieve this, we divided the device into three sections, namely 
top, middle, and bottom, as displayed in Fig. 5A. In rats, control devices had a 
homogeneous distribution of blood vessels throughout the cell chamber (about 33% 
per region) (Fig. 5B). PRP devices had the highest vessel accumulation at the 
bottom (50.64 ± 10.33%), followed by the middle region (29.38 ± 5.41%), and least 
amount at the top (19.98 ± 5.10%). In contrast, MSC devices had the highest vessel 
accumulation in the middle region of the device (47.78 ± 6.16%), followed by the 
bottom (35.80 ± 2.52) and the least amount at the top (16.42 ± 5.13%). In NHP, 
control and PRP-treated devices had the majority of vessels conglomerated in the 
middle of the device (73.60 ± 18.65% and 50.65 ± 10.90%, respectively), whereas 
MSC had an even distribution between middle and bottom regions of the device 
(about 45% each) (Fig. 5C). Overall, PRP and MSC devices had an asymmetrical 
vessel distribution, indicating these treatments elicited a stronger angiogenic 
response from the tissue closer to the muscle than the subcutaneous space. We 
attribute this polarization to the intrinsic muscle architecture responsive to 
vasculogenic cues. Muscle tissue has a high metabolic demand and, as such, 
requires a rich vascular supply [53]. This inherently dense capillary network provides 
an enriched pool of vascular components (i.e. endothelial cells, smooth muscle cells, 
and pericytes) able to respond to pro-angiogenic cues delivered by PRP and MSCs 
[54]. In fact, Li et al., demonstrated that implanting PRP/MSC-enriched 
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demineralized bone matrix enveloped in a muscle flap significantly increased 
construct vascularization [55]. 

 
Fig. 5 Blood vessel distribution in rats and NHP. (A) Schematic of device division 
for regional quantification of blood vessels. Distribution of blood vessels in top (T), 
middle (M), and bottom (B) regions at 4 weeks post-implantation in (B) rats and (C) 
non-human primates. Mean ± SD; n=2-6 per condition; One-Way ANOVA with 
Tukey’s multiple comparisons test. *P<0.05; **P<0.01; ***P<0.001. 

 

3.6 Evaluation of blood vessel maturity. 
Blood vessel maturity is paramount to ensure adequate nutrient and oxygen delivery 
to the transplanted cells. As such, we evaluated if enrichment with PRP and MSCs 
would have an effect on the maturity of blood vessels penetrating into the device at 
4 and 6 weeks post-implantation. These time points were selected based on amount 
of tissue colonization of the cell reservoirs and expectation of blood vessel maturity. 
To this end, we immunolabeled sections of the device with an endothelial marker 
(CD31) to identify vascular structures, whereas endothelial nitric oxide synthase 
(eNOS) was used as a marker of vessel maturity and function. Isotype control 
staining of tissue collected from devices implanted in rats revealed background 
autofluorescent foci from RBC in red and green channels, which helped to 
discriminate positive staining from autofluorescence (Appendix A6). At 4 weeks post-
implantation, control (Fig. 6A) devices revealed vascular structures with marginal 
eNOS staining. In contrast, PRP (Fig. 6B) and MSC (Fig. 6C) devices showed 
increase in eNOS positive staining, indicating a higher degree of maturity than the 
control group (Fig. 6D).  
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Fig. 6 Blood vessel maturity in rats. Merged images of CD31 (red), eNOS (green), 
and DAPI (blue) immunolabeling of tissues collected from (A) control, (B) PRP, and 
(C) MSC devices 4 weeks post-implantation. (D) eNOS intensity quantification as a 
marker of vessel maturity at 4 and 6 weeks post-implantation. Mean ± SD; 
n=9/condition. One-Way ANOVA with Tukey’s multiple comparisons test. **P<0.01; 
***P<0.001. Tissue collected 6 weeks post-implantation from (E) Control, (F-G) PRP, 
and (H-I) MSC devices labeled with CD31 (red), eNOS (green), and DAPI (blue). 
Scale bars represent 25 µm. (G, I) Magnification of F and H, respectively. Scale bars 
represent 15 μm. 

 
At 6 weeks post-implantation, vessels in control devices stained marginally for eNOS 
(Fig. 6D, E), similar to week 4. PRP devices had extensive colonization with 
numerous patent blood vessels and autofluorescent RBCs in the lumen (Fig. 6F). 
High magnification imaging of these structures showed the endothelial-cell lining 
stained positively for CD31 and eNOS co-expression in a characteristic punctate 
pattern as well as membrane bound, stacked RBCs in the lumen (Fig. 6G) [56, 57]. 
At 6 weeks, MSC devices had mature, branching blood vessels with consistent 
eNOS expression (Fig. 6H-I) that was significantly higher than controls (Fig. 6D).  
In NHP tissues, isotype staining revealed RBC autofluorescence across all groups 
(Appendix A6). At 4 weeks post-implantation, control devices had identifiable 
vascular structures with limited eNOS expression (Fig. 7A). In contrast, PRP (Fig. 
7B) and MSC (Fig. 7C) devices had consistent eNOS expression, indicating a 
significantly higher level of maturity than the control group (Fig. 7D). At 6 weeks post 
implantation, eNOS staining remained limited in control devices (Fig. 7E). PRP 
devices had strong eNOS labeling in branching vessels (Fig. 7F). Similarly, MSC 
devices exhibited strong eNOS expression in the lining of blood vessels (Fig. 7G), 
albeit significantly lower than the PRP group (Fig. 7D).  
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Fig. 7 Blood vessel maturity in NHP. Merged images of CD31 (red), eNOS (green), 
and DAPI (blue) immunolabeling of tissues collected from (A) control, (B) PRP, and 
(C) MSC devices 4 weeks post-implantation. (D) eNOS intensity quantification as a 
marker of vessel maturity at 4 and 6 weeks post-implantation. Mean ± SD; 
n=9/condition. One-Way ANOVA with Tukey’s multiple comparisons test. 
***P<0.001. Sections of tissue collected 6 weeks post-implantation from (E) Control, 
(F) PRP, and (G) MSC devices labeled with CD31 (red), eNOS (green), and DAPI 
(blue). Scale bars represent 50 µm.  

 
Overall, PRP and MSCs increased vessel density and maturity in our devices across 
species. The slight variation in the effects of PRP and MSCs between rats and NHP 
is likely attributable to dissimilar composition between species. For the studies 
presented in this manuscript, standard levels of platelets and MSCs were used to 
enhance the wound healing response. However, it has been documented that, even 
in the case of consistent concentrations of platelets, red blood cells, fibrinogen 
levels, and active TGF-β1, the amount of VEGF-A, PDGF and white blood cells in 
PRP may vary substantially between donors [58, 59]. Moreover, although PRP and 
MSC based therapies perform similar functions in enhancing wound healing 
response, their mechanisms are different [60]. PRP serves as a finite reservoir of 
growth factors that are passively released as they diffuse from the carrier [61]. 
MSCs, on the other hand, are plastic cells that produce trophic factors in response 
to paracrine signals in the microenvironment. As a result, trophic factors are 
produced in an orderly fashion conducive to sequential vessel sprouting and 
remodeling, as needed [62]. Additionally, MSC transdifferentiation potential allows 
them to acquire endothelial or pericyte-like phenotypes and provide support to newly 
formed blood vessels, further contributing to vessel maturation [63].  
The difference in mechanism by which PRP and MSC stimulate angiogenesis could 
be leveraged to further potentiate vascularization in the context of device scale-up 
(for clinical use) or implantation in patients with compromised vasculogenic response 
(e.g. diabetic patients). We speculate that co-implantation of devices with PRP and 
MSCs would augment the vascularization response. In this setting, release of pro-
angiogenic growth factors from PRP would not only drive migration of endogenous 
vessels into the device, but also directly stimulate co-implanted MSCs to adopt an 
endothelial-pericyte phenotype for vessel remodeling. In this sense, rather than 
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depending merely on wound healing cues from the host, MSCs would be primed in 
a growth factor-rich milieu. We posit that this synergistic approach would provide a 
densely vascularized niche conducive to long-term cell engraftment and function. 
Moreover, PRP is already approved for use in the clinic and MSCs have undergone 
numerous clinical trials that underscore their safety and efficacy [64-66], allowing for 
straightforward adaptability and translatability of our platform. The combination of 
PRP and MSCs into a single platform, as well as oxygenation assessment of the cell 
reservoir, will be the subject of our future study. 
The geometry, materials, and deployment strategy of our encapsulation platform 
promoted rapid biointegration with minimal FBR. Moreover, the immunomodulatory 
effect of MSCs was highlighted by delayed and limited FBR to these devices. Both 
PRP and MSCs drove extensive vascularization of cell reservoirs in rats and NHP. 
However, enrichment with MSCs expedited vessel maturation across species. A 
combinatorial approach with implantation of devices enriched with both PRP and 
MSCs could provide a synergistic effect to further potentiate the angiogenic 
response. We unveiled a promising window for cell transplantation at 2 weeks that 
would provide grafts with sufficient mechanical support, oxygen, and nutrients. In 
conclusion, we effectively enhanced the vascularization of our encapsulation device 
using PRP and MSCs, creating a subcutaneous microenvironment promising for 
successful cell transplantation.  
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NICHE efficacy study 
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Grattoni A. (2020). Neovascularized implantable cell homing encapsulation platform 
with tunable local immunosuppressant delivery for allogeneic cell transplantation. 
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To date, no cell encapsulation systems are available that integrate the following 
critical features for long-lasting cell engraftment: 1) an environment conducive to 
efficient mass transport (of oxygen, nutrients, therapeutic factors, etc.); 2) protection 
from host immune rejection via local immunosuppressant delivery; 3) 
biocompatibility and robust mechanical stability for long-term deployment; 4) ease of 
cell loading, cell and immunosuppressant replenishing, and device retrieval in the 
event of medical complications; and 5) scalability to achieve clinically relevant 
encapsulation capacity for delivery of sufficient cell mass. 

In efforts to acquire a transformative approach for cell encapsulation, we developed 
a cell transplantation system encompassing all the above-mentioned critical features 
[26]. Our system, termed “neovascularized implantable cell homing and 
encapsulation” (NICHE) is a dual-reservoir encapsulation platform integrating in situ 
pre-vascularization and local immunosuppression. NICHE deployment first entails 
creating a vascularized environment. To achieve this, NICHE is preloaded with a 
hydrogel containing mesenchymal stem cells (MSCs) and subcutaneously implanted 
(Fig. 8A). MSCs produce paracrine growth and angiogenic factors, which potentiate 
angiogenesis and subcutaneous tissue penetration into the cell reservoir [63, 67]. 
After pre-vascularization (Fig. 8B), immunosuppressant is transcutaneously loaded 
into the drug reservoir for local release to establish an immune-suppressed milieu 
(Fig. 8C). Finally, cells are transcutaneously transplanted into the cell reservoir of 
the preconditioned NICHE, which is a highly vascularized, immunoprotected 
environment conducive for engraftment (Fig. 8D). 

 

 
Fig. 8 NICHE deployment strategy. (A) Mesenchymal Stem Cells (MSCs) 
hydrogel-filled NICHE is implanted in a subcutaneous pocket to stimulate 
vascularization. (B) Pre-vascularization phase, with blood vessel formation across 
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the cell reservoir. (C) Transcutaneous loading of immunosuppressant into NICHE 
drug reservoir using loading and venting needles. Needles are advanced into the 
NICHE drug reservoir through self-sealing silicon ports (visible in Fig. 9). Upon drug 
loading, the venting needle permits flushing of the reservoir and removal of 
entrapped air or liquid. (D) Transcutaneous transplantation of cells into the 
vascularized and immunosuppressed cell reservoir using a needle connected to a 
cell-loaded syringe.  

 

4.1 NICHE fabrication and loading 
To integrate both in situ prevascularization and local immune-suppressant delivery 
into an encapsulation platform, NICHE was developed as a dual reservoir system. A 
central cell reservoir is surrounded by a ‘U’-shaped drug reservoir that sustainably 
elutes immunosuppressant through two nanoporous nylon membranes (Fig. 9A). 
The drug reservoir, which serves as the backbone of the NICHE, is fabricated using 
selective laser sintering (SLS) in biocompatible nylon (PA 2200). Additive 
manufacturing permits rapid scalability and flexibility for device size and geometry 
customization. The drug reservoir has two longitudinal 2.3 mm x 15 mm rectangular 
windows (Fig. 9A) on either side of the cell reservoir. Two nanoporous nylon 
membranes are affixed onto the rectangular windows using biocompatible silicone 
glue (Fig. 9B). Two biocompatible silicone plugs on the ‘U’-shaped drug reservoir 
serve as the loading and venting ports for transcutaneous drug replenishment. A 
two-layered woven nylon mesh system encloses the cell reservoir (Fig. 9D): an inner 
300 μm x 300 μm nylon mesh provides mechanical support, while an outer 100 μm 
x 100 μm nylon mesh allows for blood vessel penetration and cell retention [21]. 
Importantly, SEM imaging of woven meshes and nanoporous membranes obtained 
from NICHE after implantation in rats for 10 weeks showed material integrity 
remained intact (Fig. 9B-E). We observed collagenous tissue colonization of the 
woven mesh openings after implantation, which further contributes to cell retention 
in NICHE (Fig. 9E).  
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Fig. 9 NICHE design. (A) Rendering of NICHE showing the cell and drug reservoir 
as well as the loading ports. SEM image of nylon nanoporous membrane before (B) 
and after (C) implantation. Scale bars represent 1 μm. SEM image of the two-layer 
nylon woven mesh before (D) and after (E) implantation. Scale bars represent 150 
μm. 

 

While the NICHE can be implanted anywhere in the body, including the omentum, 
we focused on subcutaneous implantation, which facilitated straightforward and 
minimally invasive transcutaneous loading of cells and drug into the respective 
reservoirs. Loading of the drug reservoir was achieved by advancing needles 
through the skin and the silicon ports. One needle served for drug loading, while the 
other vented out air or excess drug solution. This configuration prevents chance of 
nanoporous membrane puncture. Cell loading is performed by advancing a needle 
through the skin and nylon meshes, and into the cell reservoir. Finally, the internal 
wall of the cell reservoir serves as a backstop and landmark, ensuring cells are 
dispersed within the cell reservoir.  

 

4.2 PA 2200 degradation and biocompatibility 
As NICHE is intended for long-term deployment, we sought to investigate material 
stability in vitro. To this end, we assessed degradation of PA 2200 (the material of 
NICHE structure) through specimen weight change in vitro over time at 37 C in PBS. 
We observed a 0.5% increase in the weight of the device at 1 week of incubation 
(Fig. 10A).  The weight continued to steadily rise at a rate of 0.1% per week for up 
to 8 weeks. Thereafter, up to a total 1.5% weight increase was detected at 32 weeks 
(0.01% per week). We attribute this weight increase to water absorption by the 
material, in line with literature reports for PA 2200 (otherwise known as PA12) [68, 
69]. 
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Fig. 10 NICHE characterization and biocompatibility. (A) In vitro degradation test 
of NICHE structure. (B) Viability of Leydig cells, Mesenchymal Stem Cells (MSCs), 
and Human Umbilical Vein Endothelial Cells (HUVEC) after incubation with NICHE 
extract in media or media alone as vehicle (Veh). Mean ± SD. One-way ANOVA. 
FFPE sections of subcutaneous tissue in direct contact with NICHE at 10 weeks 
post-implantation stained with (C) Hematoxylin and Eosin (H&E) and (D) Masson’s 
Trichrome (MT). Dotted line indicates NICHE-SC tissue intersection. (E) Poly-methyl 
methacrylate embedded sections of NICHE implanted for 10 weeks stained with 
H&E. “NICHE structure” refers to the 3D-printed portion of NICHE, namely the 
PA2200 polymer. Square indicates area of the fibrotic capsule magnified and stained 
with MT in (F).  Fluorescence imaging of fibrotic capsule sections stained with (G) 
Picro-Sirius Red and with (H) pan-leukocyte marker (CD45 in magenta; DAPI in 
cyan). Green autofluorescence from red blood cells highlights vascular component 
of the fibrotic capsule in G. FFPE: Formalin-fixed, paraffin embedded; SC: 
subcutaneous; FC: Fibrotic capsule; DR: Drug Reservoir.  
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To assess biocompatibility of NICHE, we performed cytotoxicity studies with 
representative cell lines relevant to our deployment strategy as well as through in 
vivo implantation in rats. Cytotoxicity of NICHE was evaluated via MTT cell viability 
assay in Leydig cells, MSCs and HUVECs as representatives of model of endocrine 
cells for transplantation, stem cells for local angiogenesis and immune modulation, 
and endothelial cells involved in the formation of the vascular network, respectively. 
Cells incubated in NICHE extract maintained comparable viability to those incubated 
with media only (Veh) (Fig. 10B). This indicates that NICHE does not have a direct 
toxic effect, nor does it affect any processes important for mammalian cell survival. 
To further characterize the biocompatibility of NICHE, we performed an in vivo 
implantation test in the subcutaneous tissue of rats. Histological evaluation of 
subcutaneous tissue in direct contact with NICHE collected after a ten-week 
implantation period showed a marginal foreign body reaction characterized by 
granulation tissue with neovessel formation and without chronic inflammation, 
exacerbated fibrosis, giant cell or mast cell infiltration (Fig. 10C-D). Typical of 
medical device implantation, a fibrotic capsule formed around NICHE at the 
interphase between the polymer and the subcutaneous (SC) tissue (Fig. 10E). The 
capsule was of moderate thickness (351.92 ± 81.69 μm) and mainly comprised of a 
dense and organized collagenous matrix with scattered blood vessels (Fig. 10E-F 
and Appendix A7). Moreover, pan-leukocyte staining with CD45 showed a 
monolayer of leukocytes, likely macrophages, limited to the material-tissue 
interphase, a normal reaction to biocompatible materials (Fig. 10H) [70]. It is 
noteworthy that the thickness of the fibrotic capsule was comparable to that reported 
by other medical devices implanted for similar time periods [71, 72]. Taken together, 
these results indicate NICHE is mechanically stable and biocompatible. 

 

4.3 In vivo NICHE vascularization 
As oxygen and nutrient delivery to transplanted cells is imperative for engraftment 
and survival, we sought to create a highly vascularized environment that would 
provide adequate mass transport to and from the graft. To this end, we explored the 
use of MSCs for their known ability to drive vascularization [73]. We subcutaneously 
implanted NICHEs filled with vehicle hydrogel as control (Fig. 11A), and either 
250,000 (Fig. 11B) or 500,000 MSCs (Fig. 11C) in rats and allowed for a 
vascularization period of 6 weeks. Upon explantation, we observed that NICHE was 
bio-integrated into the subcutaneous tissue with visible blood vessels branching from 
the host tissue, through the nylon meshes, and penetrating into the device (Fig. 11D 
and Appendix A8). Gross analysis of cross-sections of NICHEs revealed 
implantation with MSCs increased tissue penetration into the cell reservoir (Fig. 11A-
C) with macroscopic vessels scattered throughout (Appendix A8). With respect to 
vehicle control (Fig. 11E), histological examination of MSC-loaded NICHE showed 
increased patent, red blood cell-laden vessels embedded in a collagenous 
extracellular matrix (Fig. 11F, G). Incorporation of MSC into NICHE increased blood 
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vessel density (vessel number / mm2) in a dose-dependent manner. As compared 
to NICHEs containing vehicle hydrogel (n = 264 ± 114 vessels / mm2), NICHEs 
loaded with 250,000 or 500,000 MSC had 170% (n = 457 ± 59 vessels / mm2) and 
270% (723 ± 121 vessels / mm2) higher vessel density, respectively (Fig. 11H). 
Moreover, the vascular structures within NICHE showed positive labeling for vessel 
markers B. simplicifolia lectin (Fig. 11E-G), alpha smooth muscle actin (αSMA; Fig. 
11I), and rat endothelial cell antigen 1 (RECA-1; Fig. 11J). The merged 
immunofluorescence image of αSMA and RECA-1 showed concentric labeling with 
the endothelial layer surrounded by the muscularis layer, indicating vessel maturity 
(Fig. 11K, L). Importantly, blood vessel markers stained positively in control as well 
as MSC-loaded NICHE, indicating that NICHE structure is conducive to functional 
and mature vessel colonization. Based on significantly higher extent of 
vascularization, 500,000 MSC were used for pre-vascularization of the cell reservoir 
in all future studies.  

  

 
Fig. 11 NICHE pre-vascularization using MSCs. Gross cross-sections of 
explanted NICHE from rats after a 6-week pre-vascularization period using (A) 
vehicle hydrogel (Veh) or hydrogel containing (B) 250,000 MSCs (MSC-250K) or (C) 
500,000 MSCs (MSC-500K) loaded in the cell reservoir. (D) Magnification of MSC-
500K NICHE with visible blood vessels penetrating from the subcutaneous tissue 
(black arrow) into the cell reservoir (white arrow). Representative sections of tissue 
collected from cell reservoirs of (E) Veh, (F) MSC-250K, and (G) MSC-500K NICHE 
at 6 weeks post-implantation with blood vessels labeled in red with B. simplicifolia. 
(H) Blood vessel density quantification of sections obtained from Veh, MSC-250K, 
and MSC-500K NICHE (12 fields of view/slide; n=4-5 NICHE/condition). Mean ± SD. 
One-way ANOVA. Immunofluorescence analysis of cell reservoir tissue collected 



37 
 

from MSC-500K NICHE and immunostained for (I) αSMA and (J) RECA1. (K) 
Merged immunofluorescence image of αSMA-RECA1. (L) Magnification of area in K 
enclosed in the white square showing concentric labeling of αSMA-RECA1 in a blood 
vessel. MSC: Mesenchymal Stem Cells; H&E: Hematoxylin and Eosin; FFPE: 
Formalin-fixed, paraffin embedded; αSMA: alpha smooth muscle actin; RECA1: Rat 
Endothelial Cell Antigen 1.  

 

4.4 CTLA4Ig in vitro release and cytotoxicity and in vivo loading 
While vascularization of the cell reservoir is critical for cell viability, vasculature 
permits cellular influx, rendering allotransplanted cells unprotected from immune cell 
recognition and destruction. To overcome this issue, we incorporated a drug 
reservoir in NICHE for controlled delivery of immunosuppressant locally through a 
nanoporous membrane. We performed in vitro release assays to characterize the 
release profile of CTLA4Ig, an immunosuppressant with promise in preventing 
transplant rejection [74-76], from NICHE. One way of tuning NICHE drug release is 
through modification of the porous membrane surface area (Fig. 12A, B), which 
elutes CTLA4Ig into the cell reservoir. As a first approach, we assessed the release 
across a surface area of 69 mm2 (Fig. 12A) and observed a rapid release rate that 
plateaued by day three, independently of the drug concentration loaded (Fig. 12C). 
To prolong dosing, we decreased the membrane surface area to 8 mm2 (Fig. 12B), 
which slowed CTLA4Ig release rate and revealed a biphasic release profile (Fig. 
12D). During the first 10 days, devices loaded with 3.4 and 11 mg/mL released an 
average of 16 and 70 µg/day of drug, respectively. By day 13, the release rate 
decreased to 9 and 22 µg/day and remained quasi-constant for an additional 30 
days. Overall, the daily release rate changed proportionally to the concentration of 
drug loaded, while a biphasic release profile occurred across concentrations (Fig. 
12E). Maintenance of drug stability is imperative for prolonged dosing. As such, we 
investigated the stability of CTLA4Ig in solution at 37 ºC over 3 weeks. 
Chromatography traces of freshly prepared CTLA4Ig and solutions incubated for 1 
and 3 weeks were similar across all samples, showing a single monomodal peak 
corresponding to CTLA4Ig. The peak intensity, which is directly correlated with 
CTLA4Ig concentration, did not change during incubation and no additional peaks 
that could correspond to CTLA4Ig aggregates of degradation products were 
observed, indicating no loss in CTLA4Ig (Fig. 12F). We demonstrated that CTLA4Ig 
is stable and drug delivery is tunable through altering loaded drug concentration or 
modifying NICHE surface exchange area. For prolonged and sustained drug dosing 
during transplantation, we used the 8 mm2 configuration of the drug reservoir for the 
next in vivo experiments.    
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Fig. 12 CTLA4Ig in vitro release and cytotoxicity. 3D rendering of NICHE with (A) 
69mm2 and (B) 8mm2 drug reservoir surface exchange areas delineated in blue. In 
vitro CTLA4Ig release from NICHE with (C) 69 mm2 or (D-E) 8 mm2 surface 
exchange areas. (F) CTLA4Ig stability in solution at 37 ºC. (G) Viability of Leydig 
cells and Mesenchymal Stem Cells (MSCs) cultured with CTLA4Ig or culture media 
(Veh). Mean ± SD. One-way ANOVA. (H) IVIS analysis of drug reservoir refilling in 
implanted NICHE using fluorescently tagged CTLA4Ig.  

 

In situ immunosuppressant elution into the cell reservoir results in direct drug 
exposure to transplanted graft. As such, we investigated the cytotoxic effect of 
CTLA4Ig on Leydig cells and MSCs via MTT assay. In vitro cytotoxicity studies 
revealed that incubation with CTLA4Ig at increasing concentrations of 100, 500, and 
1000 g/mL did not impact Leydig cell or MSC viability, with respect to media only 
control (Fig. 12G). This data suggests that CTLA4Ig is suitable for use in a local 
setting without detrimental effects on cells.  

Long term deployment of NICHE would require periodic replenishment of the drug 
reservoir. As such, we evaluated in vivo transcutaneous refillability in rats using 
CTLA4Ig fluorescently labeled with Alexa Fluor 647 (CTLA4Ig-AF647), which 
allowed visualization of the drug via IVIS. NICHE drug reservoir was 
transcutaneously filled with CTLA4Ig-AF647 after subcutaneous implantation (Fig. 
12H). The signal intensity localized within the filled drug reservoir disappeared upon 
reservoir flushing with saline and was re-established once the reservoir was 
replenished, indicating successful transcutaneous manipulation and refilling of drug 
reservoir (Fig. 12G). Taken together, this data indicates that local release of 
immunosuppressant via NICHE is tunable, CTLA4Ig is non-toxic, and the drug 
reservoir is easily replenishable. 
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4.5 In vivo validation of NICHE 
To assess the efficacy of our encapsulation system in vivo, we performed allogeneic 
Leydig cell transplantation in NICHE using immunocompetent rats following the 
deployment strategy described in Fig. 1. We used luciferase-expressing Leydig cells, 
which allowed us to track cell viability and retention in NICHE. We compared NICHE 
(local CTLA4Ig immunosuppression) to daily systemic CTLA4Ig administration via 
intraperitoneal injection (IP), and no immunosuppression (Control). NICHE filled with 
500,000 MSCs were subcutaneously implanted in the dorsum of rats and allowed 6-
weeks for prevascularization period. Following this, CTLA4Ig was transcutaneously 
loaded into the drug reservoir. Leydig cells were co-transplanted with MSCs in all 
groups, leveraging their immunomodulatory properties that hold promise in 
promoting transplant engraftment and survival [63, 73]. NICHEs in all groups were 
assessed via IVIS imaging one day after transplantation, and weekly thereafter. On 
day 1, NICHEs in all groups were observed to have luminescence signal, indicative 
of successful cell loading and viability (Fig. 13A). By day 14 post-transplant, 100% 
of rats in the control group without immunosuppression had lost signal. On the 
contrary, rats in NICHE and IP groups maintained 75% and 60% graft survival, 
respectively, with comparable signal intensities up to day 31, indicating that 
immunosuppression was imperative for allogeneic cell survival (Fig. 13A-C). 
Importantly, upon explantation of NICHEs at study termination on day 31, there was 
no residual luminescence signal, indicating that the bioluminescent cells were fully 
retained within NICHE (Fig. 13A, Day 31 PE). 
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Fig. 13 NICHE efficacy study. (A) IVIS analysis of allogeneic Leydig cells 
transplanted in NICHE receiving no immunosuppressive treatment (Control), local 
CTLA4Ig delivery from the drug reservoir (NICHE) or systemic CTLA4Ig delivery via 
intraperitoneal injections (IP). (B) IVIS signal intensity quantification relative to day 
of transplant. (C) Kaplan-Meier survival curve indicating last day of signal obtained 
from IVIS. Log-rank test NICHE vs IP p=0.46; NICHE vs Control p=0.001; IP vs 
Control p=0.01. (D) ELISA analysis of plasma CTLA4Ig concentration throughout the 
31-day study. CTLA4Ig quantification in (E) peripheral organs or (F) transplant site: 
cell reservoir, fibrotic capsule, and skin in contact with NICHE at time of NICHE 
retrieval via ELISA. (G) CTLA4Ig quantification in tissue from cell reservoirs of viable 
and rejected grafts. PE: Post explant; Cell Res: Cell reservoir; FC: Fibrotic Capsule. 
Mean ± SD. Statistical analysis was performed via two-way ANOVA (D-F) and 
student’s t-test (G) *p<0.05, ***p<0.001.  
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Exposure to immunosuppression was assessed via quantification of CTLA4Ig levels 
in plasma (Fig. 13D) and peripheral tissues (Fig. 13E). Rats in the control group had 
no detectable CTLA4Ig throughout the study. In the plasma of experimental animals, 
drug levels were detectable by day 1 of administration with both NICHE (2.19 ± 4.10 
μg/mL) and IP (9.15 ± 5.11 μg/mL) delivery. CTLA4Ig plasma concentration in the 
IP group escalated consistently for 14 days up to 57.67 ± 10.79 g/mL and fluctuated 
thereafter, peaking at 75.30 ± 8.52 g/mL on day 28. In contrast, CTLA4lg plasma 
concentrations in rats receiving local immunosuppression with NICHE reached 
about 6 g/mL 2 days after reservoir loading and remained stable for 10 days (Fig. 
13D). On day 14, plasma concentrations dropped to ~ 2 g/mL, suggesting a 
decrease of CTLA4Ig in the drug reservoir. At this point, the drug reservoir was 
transcutaneously re-loaded, which restored plasma CTLA4Ig levels to steady state. 
Preemptive re-filling of the drug reservoir on day 24 (10 days after first re-filling) 
maintained plasma levels constant throughout the remainder of the study, 
underscoring efficient transcutaneous refilling. Overall, systemic drug exposure was 
up to 12 times higher in the IP cohort, compared to NICHE. Similar to plasma, 
CTLA4Ig accumulation in peripheral tissues was higher in IP than NICHE group, with 
6-fold, 3-fold and almost 2-fold higher levels in liver, kidney, and spleen, respectively 
(Fig. 13E). Quantification of CTLA4Ig in the transplant microenvironment revealed 
that rats receiving local immunosuppression resulted in a gradient-like distribution 
with uppermost concentrations in the cell reservoir (0.66 ± 0.58 mg/g), followed by 
the fibrotic capsule (0.11 ± 0.08 mg/g) and skin (0.05 ± 0.03 mg/g) (Fig. 13F). In 
contrast, rats receiving systemic immunosuppression had lower concentrations 
(~0.02 mg/g) and homogeneously low distribution of CTLA4Ig across tissues in the 
transplant microenvironment (Fig. 13F). Moreover, in rats receiving local 
immunosuppression, CTLA4Ig concentration was higher in cell reservoir tissues with 
viable (0.75 mg/g ± 0.15 mg/g) versus rejected (0.15 ± 0.07 mg/g) grafts (Fig. 13G).  

We evaluated the tissue collected from the cell reservoir of NICHE for assessment 
of Leydig cell engraftment and immune infiltration via histological analysis. The 
rejected grafts had visibly fewer engrafted cells (Fig. 14A), in line with decreased 
IVIS signal intensity. Histological analysis of viable grafts showed Leydig cell 
engraftment in both local (Fig. 14B) and systemic immunosuppression cohorts (Fig. 
14C). Moreover, CD3 (pan-lymphocyte) staining revealed that immune cell 
infiltration was higher in rejected (Fig. 14A) than viable grafts (Fig. 14B-C). To further 
characterize the immune reaction at the transplant microenvironment, we analyzed 
CD4 and CD8 lymphocyte subpopulations. Rejected grafts (Fig. 14D) had 
significantly more CD4 and CD8 positive cells than viable grafts with local (Fig. 14E) 
or systemic immunosuppression (Fig. 14F and G). However, the CD4 to CD8 ratio 
did not change, suggesting immunosuppressive treatment ameliorated, but not 
shifted, the immune response at the transplant microenvironment (Fig. 14H). It is 
noteworthy that, in rats receiving local immunosuppression, cell reservoirs with 
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viable grafts had higher CTLA4Ig concentrations and lower lymphocyte infiltration 
than those with rejected grafts, underscoring efficient local immunosuppression. 
Further, we assessed if cell transplantation and local versus systemic 
immunosuppression affected host reactivity towards NICHE by means of fibrotic 
capsule thickness and leukocyte infiltration. We found no significant difference in 
fibrotic capsule composition between groups (Appendix A7). Taken together, these 
data suggest that 1) NICHE microenvironment was conducive to cell engraftment; 
2) local delivery of immunosuppressant effectively maintained graft viability while 
reducing systemic exposure up to 12-fold; 3) fibrotic capsule formation is a resolved 
reaction to the device and not to transplanted cells or immunosuppressant. 

 

 
Fig. 14 Immunofluorescence analysis of tissue collected from NICHE cell 
reservoirs transplanted with Leydig cells. Sections were immunostained for (A-
C) luciferase/Leydig cells (green) and pan-lymphocyte marker CD3 (red) or (D-F) 
CD4 (green) and CD8 (red). Nuclei were stained with DAPI (blue). Tissues were 
collected from (A, D) Rejected grafts in NICHE with local immunosuppression cohort; 
(B, E) Viable grafts under NICHE with local immunosuppression; and (C, F) Viable 
grafts under systemic IP immunosuppression. (G) Quantification of CD3+, CD4+, and 
CD8+ cells expressed as percent of total cells per field of view. Mean ± SD. Two-way 
ANOVA. (H) CD4+/CD8+ ratio per field of view. Mean ± SD. One-way ANOVA (12-
24 fields of view/slide; n=3 NICHE/condition).  

 

In this study, we developed NICHE, an encapsulation platform integrating in situ pre-
vascularization and local immunosuppressant delivery for engraftment of 
allotransplanted cells. NICHE was carefully designed to meet key components for 
successful cell encapsulation: biocompatibility, mechanical stability, scalability, 
feasibility of clinical use, efficient mass transport, and immune system evasion.  
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3D printing for manufacturing of medical devices in the context of tissue regeneration 
is widely used as it allows creation of complex designs that provide a personalized 
approach to meet patient need. Using selective laser sintering to manufacture 
NICHE provided ease of design modification and fast, cost-effective scalability. 
These characteristics are especially relevant for clinical translation to allow size and 
geometry customization depending on transplant type or individual need, and to 
produce enough devices to meet clinical need. Among the wide range of materials 
compatible with SLS, we chose nylon as it is a non-biodegradable and robust 
material with long-lasting tensile strength and high elasticity [69]. These 
characteristics make nylon an ideal material for long-term deployment inside the 
body by having the mechanical stability required for implantation in the 
subcutaneous space, where movement and exposure to external forces could 
compromise device integrity [31]. Further, nylon is an ideal polymer for SLS 
manufacturing [77], widely characterized for biomedical use [78], and readily 
commercially available, which allows for straightforward, reproducible elaboration of 
the device. Moreover, nylon is biocompatible and widely used as an implantable 
material for various applications ranging from suture material and catheters [79] in 
the clinical setting to scaffolding and cell encapsulation in pre-clinical research [31, 
80]. Indeed, the results of this study showed the nylon used to construct NICHE was 
mechanically stable and highly biocompatible in vitro and in vivo.    

Deployment of NICHE in the subcutaneous space allows straightforward, clinically 
relevant use in terms of ease of implantation, refillability, and retrievability. 
Specifically, NICHE implantation into a subcutaneous pocket required only an 
ambulatory and minimally invasive surgical procedure, similar to those performed 
currently for implantation of other subcutaneous medical devices [81]. Device 
placement directly under the skin renders NICHE drug and cell reservoirs easily 
accessible, allowing for straightforward transcutaneous filling with 
immunosuppressant or replenishment of cells as needed. These procedures could 
be easily performed in a doctor’s office in an outpatient setting. Further, we 
demonstrated successful and minimally invasive en bloc removal of intact NICHE 
surrounded by a thin fibrotic capsule and with complete containment of transplanted 
cells, which further informed on key safety aspects should retrieval be needed due 
to adverse side effects.  

Pre-vascularization of the transplant site has shown promise in being conducive for 
efficient mass transport between graft and host by reducing the distance between 
the transplant and source of oxygen and nutrients [82, 83]. In the context of tissue 
engineering, many strategies have been used to drive vascularization, including 
release of angiogenic factors [51], formation of scaffolds for endothelial colonization 
[84, 85], and co-transplantation with endothelial cells or MSCs [86, 87]. With NICHE, 
we used MSCs to drive vascularization into the cell reservoir by leveraging their 
ability to produce an angiogenic wound healing response. MSCs serve as pericytes 
to promote neovessel maintenance [88], and can also modulate their 
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microenvironment to ameliorate immune response. Indeed, NICHEs implanted with 
MSCs inside the cell reservoir were significantly more vascularized than controls in 
a dose-dependent manner. Moreover, the vessels had well-formed endothelial and 
muscularis layers, indicating they were structurally mature and permanent. 
Additionally, successful in vivo cell tracking of the luciferase-expressing cells used 
in our efficacy study further informed on the maturity of the vascular network formed 
within NICHE and its direct connection to the systemic vasculature. For our study, 
rats were administered an intraperitoneal (systemic) injection of luciferin prior to 
imaging. Obtaining bioluminescent signal from cells within NICHE post-systemic 
luciferin administration requires luciferin transport to the transplant site via the 
systemic circulation through vasculature. Signal generation from cells within NICHE 
indicated that they were viable and had preserved their metabolic activity, suggesting 
adequate vascular perfusion. While other cell encapsulation technologies are 
preferentially implanted in the omentum due to inherent high vascular density, at this 
site, device implantation, manipulation, and retrieval are complicated and require 
invasive procedures.  

While the subcutaneous space is commonly considered poorly vascularized, Using 
NICHE, we were able to obtain a mature vascular network suitable for cell 
engraftment. Notably, the blood vessel density achieved with our approach was 
comparable to that reported for pancreas. This highlights the NICHE potential for 
transplantation of hypoxia-sensitive cells [89] such as pancreatic islets. Pancreatic 
islets have high oxygen demand and require extensive vascular apposition to 
develop intra-islet capillary networks, especially during engraftment [90]. Further 
enhancement of vascularization could be achieved. As an example, concomitant to 
implantation with MSC hydrogel in the cell reservoir, NICHE drug reservoir could be 
loaded with pro-angiogenic factors such as Vascular Endothelial Growth Factor 
(VEGF) during the pre-vascularization phase, further potentiating neo-vessel 
formation. Alternatively, implantation of NICHE with a scaffold pre-conditioned with 
growth factors in the cell reservoir to tailor the architecture of the microenvironment 
could also be feasible [91]. We are currently exploring these strategies as we 
prepare to move the platform for transplantation of other cell types, including 
pancreatic islets.  

Direct contact of graft with blood vessels necessitates systemic immunosuppression, 
which is associated with a myriad of side effects spanning risk of infection, cancer 
development, and death [92, 93]. As an alternative to systemic immunosuppression, 
NICHE contains a drug reservoir that elutes immunosuppressant directly into the cell 
reservoir. In our study, we used CTAL4Ig as the immunosuppressant for its ability to 
bind to CD80 and CD86 on antigen presenting cells (APCs) and block co-stimulation 
through CD28 on T cells, thus inhibiting early phases of T cell activation [94, 95]. In 
vitro, we observed a biphasic release rate using the 8 mm2 membrane surface area, 
which was congruent with a progressive decrease in CTLA4Ig concentration inside 
the drug reservoir. Notably, the release rate observed in our in vivo efficacy study 
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mimicked in vitro behavior as plasma CTLA4Ig levels remained constant for a period 
of 10 days and dropped soon after, indicating a decrease in release rate. Upon 
transcutaneous refilling of the drug reservoir, plasma trough levels were restored, 
underscoring consistent drug dosing and refillability of the drug reservoir. The 
correlation observed between in vitro and in vivo behaviors assures straightforward 
dose optimization in vivo by extrapolating in vitro testing. The plasma CTLA4Ig levels 
obtained with systemic administration in this study were comparable to other reports 
in patients and large animal studies [96-98]. It is noteworthy that administration of 
CTLA4Ig with NICHE confined drug to the transplant site and limited systemic 
exposure up to 12-fold while maintaining allogeneic cell survival as efficiently as with 
systemic dosing. Furthermore, lower accumulation of CTLA4Ig at the transplant site 
in locally immunosuppressed animals correlated with graft failure and higher immune 
cell infiltration. Interestingly, a non-statistically significant drop in IVIS signal intensity 
at day 14 correlated with a drop in CTLA4Ig plasma levels attributable to diminution 
of CTLA4Ig in the drug reservoir. We speculate that the drop in CTLA4Ig levels at 
the transplant microenvironment allowed for immune cell activation and attack on 
Leydig cells. Refilling of the drug reservoir likely restored local CTLA4Ig levels and 
prevented further rejection of transplanted cells, underscoring the efficacy of 
localized suppression. Mechanistically, a previous report showed that high-dose 
CTLA4Ig treatment was able to maintain allogeneic graft survival in spite of 
regulatory T cell (Treg) depletion, a known side effect of CTLA4Ig treatment [75]. We 
theorize that grafts survived with local immunosuppression because the 
concentration of CTLA4Ig within the cell reservoir was sufficiently high to suppress 
the host immune system at the transplant microenvironment; however, by limiting 
CTLA4Ig permeation into systemic circulation, Tregs were spared, resulting in a 
synergistic immunomodulatory effect. On the other hand, IP CTLA4Ig administration 
could have caused systemic immunosuppression that suppressed the host immune 
system even in the context of Treg depletion.  

A limitation to our study is that maintenance of the allograft with local 
immunosuppression was only explored for a limited duration. Longer, more 
comprehensive studies to determine optimal dosing and immunosuppressive agents 
using different cell types are warranted and will further characterize our approach. 
The current prevailing strategy to achieve immune evasion in the field of cell 
encapsulation is by physical immunoisolation using nanoporous membranes [5, 7]. 
However, insufficient vascularization resulted in subpar graft function, prompting 
leaders in the field to move towards fully vascularized encapsulation systems that 
rely on undesirable systemic immunosuppression [99, 100]. Our approach is novel 
by providing both extensive vascularization of the encapsulation system and 
localized immunosuppression to circumvent the hurdles of systemic dosing. 
Localized immunosuppression for maintenance of transplanted allografts has been 
explored, although not in parallel with prevascularization. Some efforts using 
immunosuppressant loaded in nanoparticles targeted to the transplant site showed 
promise but finding a specific targeting moiety that efficiently enriches the 
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nanoparticles to the desired site is still a major challenge [101, 102]. Others explored 
in situ generation of immunosuppressant CTLA4Ig via adenoviral gene transfer in 
allogeneic islet [103], kidney [104], and cornea [105] transplantation with various 
degrees of success. Specifically in the context of islet transplantation [103], local 
CTLA4Ig expression via adenoviral transduction prolonged graft survival only 
marginally whereas a similar approach in a kidney transplantation model prolonged 
graft function for up to 2 months [104]. In an approach more similar to ours, Zhang 
et al [106] demonstrated that placement of a CTLA4Ig-eluting patch in the vicinity of 
transplanted pancreatic islets under the kidney capsule of mice prolonged graft 
survival over 150 days. However, even though their approach underscored promise 
for local immunosuppression, the patch was a separate entity to the transplanted 
islets and did not allow for retrievability. It is noteworthy that effective refillability and 
sustained dosing from NICHE drug reservoir can be exploited to further tailor the 
transplant microenvironment. For example, through sequential refilling of the 
reservoir with various immunomodulators, in single form or in cocktails, throughout 
the life of the transplant. This feature is especially important for clinical translation 
as clinically relevant immunosuppressive regimes go through induction and 
maintenance phases that employ various drugs and doses. 

In summary, NICHE is the first encapsulation platform for allogeneic cells 
transplantation integrating extensive pre-vascularization and effective localized 
immunosuppression for allogeneic cell engraftment into a single, minimally invasive, 
retrievable platform. Our innovative, mutli-functional encapsulation platform could 
pave the way for a new cell replacement therapy approach, providing improved 
management of endocrine disorders. 
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In this study, the efficacy of NICHE for transplantation of pancreatic islets to revert 
diabetes was evaluated. Firstly, the feasibility of islet engraftment within the 
vascularized NICHE environment was evaluated in immunocompromised rats. Next, 
allogeneic islets were transplanted in NICHE of immunocompetent rats with localized 
co-delivery of anti-lymphocyte serum and CTLA4Ig.  
 
5.1 Immunocompromised diabetic rat model.  
Firstly, we investigated if the pre-vascularized environment in NICHE was hospitable 
for islet engraftment. To this end, we used immunosuppressed RNU as recipients, 
allowing to circumvent engraftment hurdles posed by the immunological barrier. 
Lewis (Lew) rats were used as islet donors. RNU rats were subcutaneously 
implanted with NICHE loaded with 5 x 105 MSC. Following a 4-week pre-
vascularization period, rats were rendered diabetic via streptozotocin (STZ) injection 
and ~3000 Lew IEQ + 4 x 106 MSC embedded in collagen hydrogel were 
transplanted in NICHE (Appendix A3). Blood glucose (BG) levels dropped 
immediately, rats became euglycemic by day 5 post-transplantation and remained 
so thereafter (Fig 14A). NICHE explantation on day 60 resulted in reversal to diabetic 
state, confirming euglycemia was achieved due to transplanted islets. Furthermore, 
post-transplantation intraperitoneal glucose tolerance test (ipGTT) demonstrated 
adequate islet function with glycemic curves similar to those of healthy controls (Fig 
14B). In contrast, ipGTT performed after NICHE explant demonstrated loss of 
glycemic control with sustained hyperglycemia comparable to that observed pre-
transplantation.  

 
Fig. 15 Islet transplantation in immunocompromised rats. BG curves of (A) non-
fasted and (B) during ipGTT in diabetic nude rats transplanted with islets in NICHE. 
Tx: Transplant. 

 
Histological analysis of explanted NICHE showed engrafted islets with preserved 
architecture and intra-islet revascularization (Fig 16A, B). Immunohistochemical 
(IHC) analysis demonstrated insulin expression within graft, further underscoring 
preserved cell fate and function (Fig 16C). Moreover, pancreatic tissue in the 
transplanted animals did not stain positively for insulin, indicating lack of native islet 
function and further demonstrating diabetes reversal was due to the transplanted 
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islets (Fig 16D). In their native environment, islets are well embedded in the 
extracellular matrix (ECM) and profusely vascularized via intra-islet capillaries [90, 
107]. ECM anchoring promotes islet survival and function, preserves islet 
architecture and cell fate, and downregulates apoptotic gene expression [108-110]. 
During the isolation procedure, the connection between islets, vasculature, and ECM 
gets severed, which rapidly compromises islet viability in culture. In vitro culture of 
islets embedded in collagen enhanced islet viability (Fig. 16E), which has also been 
reported by others [111]. Therefore, in our approach, islets and MSC were 
embedded in a collagen hydrogel immediately prior to the transplantation procedure. 
We posit that using collagen as a carrier during transplantation provided ECM 
anchoring support to islets, preserving architecture and downregulating apoptosis. 
Moreover, collagen hydrogels are conducive to vascularization which, in tandem with 
co-transplantation of pro-angiogenic MSC, might have further contributed to islet re-
vascularization [63, 112, 113]. In an allogeneic setting, MSC immunomodulatory 
potential would have the added benefit of ameliorating allo-response to the graft 
[114, 115]. Finally, co-culture of islets with MSC improved islet insulin secretion after 
glucose stimulation (Fig. 16F) which correlated with extensive literature 
demonstrating co-transplantation with MSC enhances islet engraftment and function 
[116-119]. In sum, these results indicated NICHE pre-vascularized 
microenvironment is conducive to islet engraftment and long-term function.  
 

 
Fig. 16 Islet engraftment in NICHE. Sections of NICHE cell reservoir tissue from a 
transplanted, euglycemic rat stained with (A) H&E, (B) B. Simplicifolia lectin, and (C) 
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Insulin (red) and DAPI (blue). (D) Pancreatic tissue collected from the same rat as 
A-C stained with insulin. (E) Live/Dead assay results of islets cultured in media (veh) 
or collagen hydrogel for 5 days. (F) Glucose stimulated insulin release from islets 
after 28 h in culture alone or with MSC. E and F results are expressed as mean ± 
SD and analyzed via student’s t-test. 

 
5.2 Immunocompetent diabetic rat model.   
In the following study we investigated NICHE efficacy for allogeneic islet 
transplantation in an immunocompetent diabetic rat model using localized 
immunosuppression.  
 
5.2.1 Immunosuppression for islet transplantation.  
The immunological barrier imposed by MHC mismatching necessitates alloresponse 
amelioration. In a previous study, we used CTLA4Ig monotherapy to prevent 
rejection of allogeneic Leydig cells transplanted in NICHE for 31 days [20]. CTLA4Ig 
is an effective immunosuppressant clinically approved for treatment of rheumatoid 
arthritis and prophylaxis of renal transplant rejection [120-122]. Moreover, CTLA4Ig 
prolonged islet engraftment in large animal models [122-125] and clinical trials [126]. 
However, a study exploring CTLA4Ig monotherapy for renal transplantation 
demonstrated that it is not effective as a standalone immunosuppressant [127]. As 
such, CTLA4Ig is always combined with other immunosuppressive agents to provide 
long-term protection.  
Anti-lymphocyte serum (ALS) is a lymphocyte-depleting polyclonal antibody 
preparation and is the rat analog of anti-thymocyte globulin (ATG) used in the clinic. 
Systemic dosing of ATG causes profound immunosuppression with high rates of 
opportunistic infection; thus, it is only used transiently as induction therapy or during 
acute rejection episodes [128]. Current ATG dosing regimens are empiric and highly 
variable. An ideal dose of ATG would prevent severe graft rejection, while 
simultaneously allowing for adequate immune reconstitution to prevent severe 
adverse effects. High dosing of ATG reduced the risk of graft-versus-host disease 
(GVHD) at the expense of increased risk for infectious death and nonrelapse 
mortality [129]. On the contrary, low doses of ATG increased the risk for severe acute 
GVHD [130]. A reduction in circulating T-cell concentration to <20 cells/L following 
ATG therapy was regarded as adequate immunosuppression for organ 
transplantation [131]. Under this regimen, lymphocyte depletion was observed by 
day 2 of administration [132], which correlated with a massive, transient cytokine 
storm [133]. A recent study showed that co-treatment with CTLA4Ig and prolonged 
low-dose ATG benefited allograft survival synergistically by promoting Treg 
expansion, inhibiting effector T cell activation, and preventing anti-rabbit antibody 
generation, but systemic immunosuppression still ensued [134]. We posit that low-
dose, localized CTLA4Ig and ALS co-delivery with NICHE will obviate ALS systemic 
toxicity while maintaining immunosuppressive synergy with CTLA4Ig.   
Localized immunosuppressant delivery inherently causes direct, chronic 
immunosuppressant exposure to the graft. Calcineurin and mTOR inhibitors, which 
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are highly effective for clinical islet transplantation [135], are incompatible with our 
model as they deter islet function (Fig. 17A) [93, 136]. Thus, we sought to elucidate 
the safety profiles of CTLA4Ig and ALS for appropriate localized dosing. We used 
quantification of CTLA4Ig levels in the cell reservoir from our previous study to 
determine relevant testing conditions. In vitro glucose stimulated insulin release 
(GSIR) assays performed after 5 days of incubation with drug showed CTLA4Ig did 
not inhibit islet function at any concentration tested (Fig. 17B). For ALS, the 
stimulation index was affected at concentrations higher than 1 mg/mL which was set 
as the toxicity threshold (Fig. 17C). Moreover, combination treatment with CTLA4Ig 
and ALS did not exacerbate islet toxicity (Fig. 17D). Of note, drug release from 
NICHE is tunable by means of concentration loaded, allowing to maintain ALS 
dosing below toxicity.   
 

 
Fig. 17 Islet function under localized immunosuppression. Islet glucose 
stimulated insulin release of islets cultured with (A) Everolimus for 48 h, (B) CTLA4Ig 
(C) ALS, and (D) CTLA4Ig + ALS for 5 days. Mean ± SD. One-way ANOVA. 

 
5.2.2 Islet transplantation in NICHE 
To establish an allogeneic model, Lew rats were used as donors and Fischer 344 as 
recipients. F344 rats (n=4) were implanted with NICHE and allowed to pre-
vascularize 4 weeks. NICHE were then loaded with an immunosuppression cocktail 
(ISC) composed of CTLA4Ig (55 mg/mL) and ALS (20 mg/mL). Three days after ISC 
loading, ~2,500 Lew IEQ and 3.75 x 106 F344 MSC were co-transplanted in NICHE. 
As an immunosuppressive therapy [137, 138], MSCs inhibit T cell proliferation, 
promote M2 macrophages polarization (anti-inflammatory and pro-angiogenic) [115, 
139, 140], and induce transplant tolerance [141, 142]. Moreover, MSCs can enhance 
allogeneic islet engraftment [114, 118, 119, 143-145] and improve islet viability and 
insulin secretion [116, 117, 146] in preclinical models (Fig. 16F). A clinical trial using 
MSCs in diabetic patients demonstrated β-islet restoration and amelioration of 
hyperglycemia [147]. The islet cell to MSC ratio was calculated on the premise that 
1 IEQ contains ~1500 cells [117, 118, 148, 149]. After transplantation, 1/4 animals 
became euglycemic whereas the remaining animals had only a decrease in BG 
levels (Fig 18A). ipGTT performed on day 10, correlated with these results where 
the animal with lower non-fasting BG showed response to glucose challenge (Fig 
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18B) whereas the remaining 3 did not. On day 25 the 3 animals that remained 
diabetic were transcutaneously (TransQ) refilled with ~3,250 Lew IEQ and 5 x 106 
F344 MSC (Fig 18A). BG levels dropped to euglycemic levels in all animals and have 
remained so for 60 days (Fig 18A-study ongoing). This trend correlated with ipGTT 
performed on day 31 where 4/4 transplanted animals responded to glucose 
challenge (Fig 18C). Furthermore, animals in the NICHE cohort showed significantly 
lower BG than diabetic controls (Fig 18D) and responded to glucose challenge 
similarly to healthy controls (Fig 18E). Moreover, plasma C-peptide concentrations 
in NICHE rats were comparable to healthy controls and significantly higher than 
diabetic controls, demonstrating insulin release. Additionally, animals in the NICHE 
cohort showed body weight recovery approaching that of control cohort, further 
underscoring improvement in overall wellbeing (Fig. 18F).  

 
Fig. 18 NICHE efficacy study for allogeneic islet transplantation. Individual BG 
curves of (A) non-fasted and during ipGTT on days (B) 10 and (C) 31 of 
immunocompetent rats allotransplanted (Tx) with islets in NICHE. Grouped BG 
curves of (D) non-fasted and during ipGTT on day (E) 10 and (F) 31 of rats 
allotransplanted in NICHE, diabetic and healthy controls. 

 
Plasma CTLA4Ig and ALS concentrations remained low and stable in a range 
between 20 and 40 g/mL (Fig 19A). To establish a point of reference for systemic 
immunosuppression, a cohort of rats were injected systemically with ALS. Rats 
receiving systemic ALS displayed peak plasma concentrations of ~450 μg/mL (Fig 
19A) that resulted in profound immunosuppression with circulating T-cell 
concentrations of ~5 cells/µL (Fig 19B). In contrast, ALS dosing through NICHE 
resulted in plasma levels ~20 µg/mL and circulating T-cell concentrations statistically 
identical to vehicle controls, indicating that local immunosuppressant release with 
NICHE did not induce systemic immunosuppression. These results not only 
demonstrate our localized immunosuppression strategy was safe and effective but 
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further underscore feasibility of NICHE for co-delivery of clinically relevant 
immunosuppressive cocktails. 
 

 
Fig. 19 Immunosuppression with NICHE (A) Plasma CTLA4Ig and ALS 
concentrations in rats dosed locally (NICHE) or systemically (SYS). Dotted line 
indicates NICHE drug reservoir refilling. (B) Circulating T-Cell concentration in rats 
receiving ALS locally (NICHE), systemically (SYS) or vehicle control. 

 
As a mid-point analysis, on day 76 post-transplantation one NICHE was explanted 
from an animal with preserved graft function. Histological examination of NICHE 
showed engrafted islets in the cell reservoir with intra-islet revascularization (Fig. 20 
A and B). Imaging mass cytometry analysis revealed the islet structures had a 
central beta-cell core (insulin+) surrounded by a mantle of alpha cells (glucagon+), 
indicating preserved morphology and cell fate (Fig. 20C). Moreover, the presence of 
neutrophils (Myeloperoxidase; MPO+) was negligible. Cytotoxic lymphocytes 
(CD8+, GranzymeB+) were scarce and scattered throughout the tissue. Importantly, 
lack of lymphocyte clustering and graft infiltration – hallmarks of active rejection [150, 
151]– underscored efficient localized immunosuppression. Overall, these results 
indicated allogeneic islets transplanted in NICHE were well engrafted, 
revascularized, and without rejection.   
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Fig. 20 Allogeneic islet engraftment in NICHE. Sections of NICHE cell reservoir 
tissue from a transplanted, euglycemic rat stained with (A) H&E; dotted line encircles 
engrafted islets, arrow head indicates siderophages, (B) B. Simplicifolia lectin 
(vessels in red), (C) Insulin (red) and Glucagon (green), and (D) Pan-leukocyte 
marker (CD45).  

 
In sum, this study demonstrated the pre-conditioned NICHE cell reservoir was 
conducive to engraftment of allogeneic islets. The engrafted islets had preserved 
morphology and function, and restored euglycemia in diabetic animals. The localized 
delivery of ALS and CTLA4Ig was effective and safe as it provided long-term graft 
immunoprotection without inducing systemic immunosuppression. The NICHE is the 
first encapsulation system integrating direct vascularization and immunosuppression 
for the transplantation of islets, providing a transformative approach to diabetes 
management.  
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Chapter 6 
 

Conclusions 
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6.1 Conclusions to the work presented herein 
 
6.1.1 Vascularization study 
The geometry, materials, and deployment strategy of our encapsulation platform 
promoted rapid biointegration with minimal foreign body reaction (FBR). Moreover, 
the immunomodulatory effect of MSC was highlighted by delayed and limited FBR 
to these devices. Both PRP and MSC drove extensive vascularization of cell 
reservoirs in rats and NHP. However, enrichment with MSC expedited vessel 
maturation across species. A combinatorial approach with implantation of devices 
enriched with both PRP and MSC could provide a synergistic effect to further 
potentiate the angiogenic response. We unveiled a promising window for cell 
transplantation at 2 weeks that would provide grafts with sufficient mechanical 
support, oxygen, and nutrients. In sum, we effectively enhanced the vascularization 
of our encapsulation device using PRP and MSC, creating a subcutaneous 
microenvironment promising for successful cell transplantation. 
 
6.1.2 NICHE proof of concept study 
The dual reservoir configuration of NICHE was conducive to efficient vascularization 
of the cell reservoir and sustained, localized immunosuppressant release. Pre-
vascularization permitted rapid cell engraftment and preserved metabolic function. 
Localized immunosuppression protected cells from rejection while significantly 
limiting systemic drug exposure and potential adverse effects. NICHE is the first 
encapsulation platform integrating extensive pre-vascularization and effective 
localized immunosuppression for allogeneic cell engraftment into a single, minimally 
invasive, retrievable platform. Our innovative, multifunctional encapsulation platform 
could pave the way for a new cell replacement therapy approach, providing improved 
management of endocrine disorders. 
 
6.1.3 NICHE efficacy for islet transplant 
NICHE pre-vascularized environment was conducive to long-term islet engraftment, 
re-vascularization, and efficient diabetes management in 100% of transplanted 
subjects. NICHE configuration permitted straightforward co-delivery of 2 
immunosuppressive drugs, underscoring relevance for translation into the clinical 
setting where immunosuppressive cocktails are the norm. Moreover, limited 
systemic exposure to immunosuppressants via localized delivery with NICHE 
permitted prolonged administration of potent drugs whose clinical use is hindered by 
systemic toxicity. Overall, this study demonstrated the potential of NICHE for 
pancreatic islet allotransplantation to treat type 1 diabetes, setting the stage for 
transitioning of the technology into models relevant to clinical translation. 
 
6.2 Future perspectives 
 
6.2.1 Future studies with NICHE for islet allotransplantation 
Future studies will focus on optimization of key parameters to enhance engraftment 
efficiency in terms of optimal transplantation window, MSC dose for co-
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transplantation, and minimal islet curative dose. Recapitulating a native environment 
that provides adequate vascular and ECM support is paramount to promote efficient 
islet engraftment and preserve metabolic function. However, the engraftment 
efficiency of islets transplanted into mature, unmodified tissues tends to be low and 
long-term function is often compromised [41]. Therefore, finding the optimal 
transplantation window that allows islet biointegration in parallel to active tissue 
remodeling is key for efficient islet engraftment. The benefits of islets and MSC co-
transplantation are well documented; however, an optimal co-transplantation ratio 
varies with each system. Consequently, studies evaluating various MSC-to-islet 
ratios are warranted. Finally, Due to lack of an optimized microenvironment, up to 
60% of the transplanted mass is lost during clinical islet transplantation [152]. As a 
result, patients often require serial transplantations (2-3 donors) to obtain clinical 
benefit and shortage in cadaveric donors further limits the number of patients that 
can be treated [153]. In our study, 3/4 rats required a second transplantation to 
obtain euglycemia. Thus, reducing the islet mass required for clinical benefit with 
NICHE is needed. 
In the efficacy study presented herein, CTLA4Ig and ALS combination therapy 
successfully protected allogeneic islets from rejection in rats. We demonstrated 
localized co-delivery of anti-rejection therapeutics with NICHE is viable, paving an 
avenue towards implementation with other immunosuppressive cocktails. Due to 
immunological discrepancy between rodents and humans, future studies for 
optimization of clinically applicable anti-rejection cocktails are warranted in non-
human primates which better recapitulate the human immune response. In addition, 
primate models are compatible with the large repertoire of immunosuppressive drugs 
available in the clinic, expediting future efforts towards translation.  
 
6.2.2 Efforts towards clinical translation 
NICHE key components were designed and selected with the target of streamlined 
clinical translation. Pre-vascularization of the cell reservoir is achieved using MSC 
whose wound healing, angiogenic and immunomodulatory properties are currently 
being leveraged for various applications in clinical trials [154]. In addition, MSC 
obtained FDA approval for hematopoietic and immunologic reconstitution [155]. 
Autologous bone-marrow derived-MSC are well characterized and widely used; 
however, their procurement is costly and invasive. Therefore, for clinical relevance, 
NICHE has been designed to be cell agnostic, providing adaptability for use with 
MSC from different sources such as adipose tissue, umbilical cord, and peripheral 
blood. Alternatively, hypoimmunogenic allogeneic MSC (Rooster Bio or OrganaBio) 
could be employed as an “off the shelf” MSC source. Localized immunosuppressant 
delivery for transplant rejection prophylaxis is clinically attractive for its potential in 
ameliorating systemic toxicity. NICHE drug reservoir is compatible with the wide 
array of clinically available immunosuppressive agents (Table 2), expediting 
adoption of NICHE into a clinically relevant setting. In addition, subcutaneous 
deployment allows minimally invasive, transcutaneous drug refilling that could be 
performed at the physician’s office during routine visits or at home by trained 
patients.  Donor shortage is a key hurdle in clinical islet transplantation and great 
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efforts are underway to obtain a more sustainable therapeutic cell source, namely 
stem-cell-derived beta cells. NICHE’s pre-vascularized and locally 
immunosuppressed microenvironment could be optimized for transplantation of such 
cell types, maintaining clinical relevance of the platform as newer technologies 
become available. Finally, albeit the current prototypes used for pre-clinical testing 
do not meet current good manufacturing practices (CGMP), the fabrication and 
assembly procedures were designed for eventual transition into CGMP facilities. In 
sum, NICHE is conceptually disruptive and its versatile design conducive to adoption 
of current and future technologies, fundamentally contributing to the field of diabetes 
management.  
 
Table 2. Clinically available immunosuppressants  
Lymphocyte-depleting Anti-IL2 Anti-CD52 

Thymoglobulin (rATG)  
ATGAM 
 

Basiliximab (Simulect) Alemtuzumab 
(Campath/Lemtrada) 

Anti-CD20 Costimulatory blockade IL-6 inhibitors 
Rituximab (Rituxan)  
Ofatumumab (Kesimpta)  
Ocrelizumab (Ocrevus) 
Obinutuzumab (Gazyva) 

Belatacept (Nulojix)  Tocilizumab (Actemra)  
Siltuximab (Sylvant)  
Sarilumab (Kevzara)  

Anti-CD38 Complement inhibition JAK inhibitors 
Daratumumab (Darzalex) 
Isatuximab (Sarclisa)  

C1 esterase inhibitor 
(Cinryze)  
C1 esterase inhibitor 
(Berinert)  
Eculizumab (Soliris)  
Ravulizumab (Ultomiris) 

Tofacitinib  
 

Proteasome inhibition Non-antibody therapies Promising agents in 
clinical trails 

Carfilzomib (Kyprolis) 
Bortezomib (Velcade) 

Cyclophosphamide 
(Cytoxan)  
Fostamatinib (Tavalisse)  

Clazakizumab (anti-IL6; 
CSL Behring) 
IdeS/Imlifidase (IgG 
cleavage; Hansa Bio) 
Inebilizumab (anti-CD19; 
Viela Bio) 
VIB4920 (CD40L 
inhibitor; Viela Bio) 
REGN5458/9 (Anti-
BCMA + Anti-CD3; 
Regeneron) 
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Appendix A – Supplementary materials 
 
 

 
A1 - MSC differentiation potential. Images of Mesenchymal Stem Cells (MSCs) 
after (A-B) osteogenic, (C-D) adipogenic, and (E-F) chondrogenic differentiation 
showing mineralized extracellular matrix formation, intracellular lipid vacuoles and 
collagen formation, respectively. 
 
 

 
A2 - MSC permanence in NICHE (A) Optical image of NICHE filled with MSC-
hydrogel prior to implantation. Fluorescent imaging of DiI-labeled MSCs inside 
NICHE cell reservoir (B) prior to implantation and (C) 6 weeks post-implantation 
(red).  
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A3 - Islet transplantation procedure 

 
 

 
A4 - Devices at 1 week post-implantation. H&E-stained resin-embedded section 
of devices implanted for 1 week in (A-F) rats and (G-L) NHP. Rat tissues: (A) Control 
devices and (B) 10X magnified view of black box in A; (C) PRP devices and (D) 10X 
magnification, (E) MSC devices and (F) 10X magnification. NHP tissues: (G) Control 
devices and (H) 10X magnification, (I) PRP devices and (J) 10X magnification, (K) 
MSC devices and (L) 10X magnification. Red and black scale bars indicate 1 mm 
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and 100 µm, respectively. Black squares indicate areas of magnification. Asterisks 
indicate remnant hydrogel. 
 

 
A5 - Reactivity to the implant in NHP. H&E stained sections of tissue around 
control devices (A) 1, (B) 2, and (C) 4 weeks post-implantation; PRP devices (D) 1, 
(E) 2, and (F) 4 weeks post-implantation; and MSC devices (A) 1, (B) 2, and (C) 4 
weeks post-implantation. Scale bars represent 50 µm. 
 
 

 
A6 - Isotype control staining of rat and NHP tissues. Isotype control staining of 
tissues collected from (A) Control, (B) PRP, and (C) MSC devices implanted in rat. 
Scale bars represent 100 µm. Isotype control staining of tissues collected from (A) 
Control, (B) PRP, and (C) MSC devices implanted in NHP. Scale bars represent 50 
µm.  
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A7 - Fibrotic capsule formation in NICHE. H&E-stained sections of fibrotic 
capsules formed around NICHE collected from cohorts receiving (A) local (NICHE), 
(B) systemic (IP) or (C) no (CTRL) immunosuppression. (D) Fibrotic capsule 
thickness quantification. No transplant (NoTx) cohort refers to fibrotic capsule formed 
around NICHEs that did not receive cells or immunosuppression. Mean ± SD; One-
way ANOVA; n.s.: not significant. Pan-leukocyte (CD45; magenta) and nuclear 
(DAPI: cyan) labeling of fibrotic capsule sections from (E) NICHE, (F) IP and (G) 
CTRL cohorts. (H) CD45+ cells expressed as percentage of total cells per field of 
view. Mean ± SD; One-way ANOVA.  
 
 

 
A8 - Optical images of vascularized NICHE Optical images of NICHE incorporated 
in the subcutaneous tissue of rats 6 weeks post implantation with visible blood 
vessels (A) branching from the subcutaneous tissue and (B) penetrating into the cell 
reservoir. (C) Blood vessels branching inside the cell reservoir.  
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